Guidelines

Safety, ethical considerations, and application guidelines for the use of transcranial magnetic stimulation in clinical practice and research

Simone Rossi a,⁎, Mark Hallett b, Paolo M. Rossini c,d, Alvaro Pascual-Leone e and The Safety of TMS Consensus Group 1

a Dipartimento di Neuroscienze, Sezione Neurologia, Università di Siena, Italy
b Human Motor Control Section, NIH, Bethesda, USA
c Università Campus Biomedico, Roma, Italy
d Casa di Cura S. Raffaele, Cassino, Italy
e Berenson-Allen Center for Noninvasive Brain Stimulation, Beth Israel Deaconess Medical Center and Harvard Medical School, Boston, USA

ARTICLE IN PRESS

Clinical Neurophysiology xxx (2009) xxx–xxx

Contents lists available at ScienceDirect

Clinical Neurophysiology

journal homepage: www.elsevier.com/locate/clinph

A R T I C L E   I N F O

Article history:
Accepted 21 August 2009
Available online xxxx

Keywords:
Transcranial magnetic stimulation
TMS
rTMS
Safety

A B S T R A C T

This article is based on a consensus conference, which took place in Certosa di Pontignano, Siena (Italy) on March 7–9, 2008, intended to update the previous safety guidelines for the application of transcranial magnetic stimulation (TMS) in research and clinical settings.

Over the past decade the scientific and medical community has had the opportunity to evaluate the safety record of research studies and clinical applications of TMS and repetitive TMS (rTMS). In these years the number of applications of conventional TMS has grown impressively, new paradigms of stimulation have been developed (e.g., patterned repetitive TMS) and technical advances have led to new device designs and to the real-time integration of TMS with electroencephalography (EEG), positron emission tomography (PET) and functional magnetic resonance imaging (fMRI). Thousands of healthy subjects and patients with various neurological and psychiatric diseases have undergone TMS allowing a better assessment of relative risks. The occurrence of seizures (i.e., the most serious TMS-related acute adverse effect) has been extremely rare, with most of the few new cases receiving rTMS exceeding previous guidelines, often in patients under treatment with drugs which potentially lower the seizure threshold.

The present updated guidelines review issues of risk and safety of conventional TMS protocols, address the undesired effects and risks of emerging TMS interventions, the applications of TMS in patients with


⁎ Corresponding author. Tel.: +39 0577 585401; fax: +39 0577 270260.

E-mail address: rossimosso@uniss.it (S. Rossi).

1 Giuliano Avanzini, Neuroscienze Cliniche, Istituto Nazionale Neurologico “C. Besta, Milano, Italy. Sven Bestmann, Sobell Department of Motor Neuroscience and Movement Disorders, UCL Institute of Neurology, London, UK. Alfredo Berardelli, Department of Neurological Sciences and Neuromed Institute, University of Rome “La Sapienza”, Roma, Italy. Carmen Brewer, National Institute on Deafness and other Communication Disorders, National Institutes of Health, Bethesda, MD, USA. Turhan Canli, Department of Psychology, Stony Brook University, New York, USA. Roberto Cantello, Dipartimento di Medicina Clinica e Sperimentale, Sezione Neurologia, Università di Piemonte Orientale “A. Avogadro”, Novara, Italy. Robert Chen, Toronto Western Research Institute and Division of Neurology, Department of Medicine, University of Toronto, Canada. Joseph Classen, Department of Neurology, University of Leopizg, Germany. Mark Demitrack, Neurotechnics, Inc., Malvera, PA, USA. Vincenzo Di Lazzaro, Institute of Neurology, Università Cattolica, Roma, Italy. Charles M. Epstein, Department of Neurology, Emory University School of Medicine, Atlanta, USA. Mark S. George, Medical University of South Carolina, Charleston, SC, USA. Felipe Fregni, Berenson-Allen Center for Noninvasive Brain Stimulation, Beth Israel Deaconess Medical Center, Harvard Medical School, Boston, MA, USA. Risto Ilmoniemi, Department Biomed. Eng. and Computational Science (BECs), Helsinki, Finland. Reza Jalilvand, Magstim Company, Boston, MA, USA. Barbara Karp, Combined Neuroscience IB, National Institutes of Health, Bethesda, MD, USA. Jean-Pascal Lazeyras, Service Physiologie, Explorations Fonctionnelles, Hôpital Henri Mondor, Créteil, France. Sarah Lisanby, Division of Brain Stimulation & Therapeutic Modulation, Columbia University College of Physicians and Surgeons, New York State Psychiatric Institute, New York, NY, USA. Sabine Meunier, Service de Réadaptation Fonctionnelle, Hôpital de la Salpêtrière, Paris, France. Carlo Minussi, Cognitive Neuroscience Section, IRCCS San Giovanni di Dio Fatebenefratelli, Brescia, Italy. Pedro Miranda, Institute of Biophysics and Biomedical Engineering, Faculty of Science, University of Lisbon, Portugal. Frank Padberg, Klinik für Psychiatrie und Psychotherapie, Ludwig-Maximilians-Universität München, Germany. Walter Paulus, Department of Clinical Neurophysiology, University of Göttingen, Germany. Angel Peterchev, Division of Brain Stimulation and Therapeutic Modulation, Department of Psychiatry and Department of Electrical Engineering, Columbia University, New York, NY, USA. Corinna Porteri, Bioethics Unit, IRCCS San Giovanni di Dio Fatebenefratelli, Brescia, Italy. Miriam Provost, Medical Devices Biologics Consulting Group, Inc., Athens, GA, USA. Angelo Quarantone, Dipartimento di Neuroscienze, Scienze Psichiatriche ed Anestesiolgiche, Università di Messina, Italy. Alexander Rotenberg, Department of Neurology, Division of Epilepsy and Clinical Neurophysiology, Children’s Hospital, Harvard Medical School, Boston, MA, USA. John Rothwell, Sobell Department, Institute of Neurology, Queen Square, London, UK. Jarmo Ruohonen, Nexit Ltd., Helsinki, Finland. Hartwig Siebner, Danish Research Centre for Magnetic Resonance, Copenhagen University Hospital Hvidovre, Denmark. Gregor Thut, Centre for Cognitive Neuroimaging, Department of Psychology, University of Glasgow, UK. Josep Valls-Soler, Neurology Department, Hospital Clinic, University of Barcelona, Spain. Vincent Walsh, Institute of Cognitive Neuroscience and Department of Psychology University College London, London, UK. Yoshikazu Ugawa, Department of Neurology, School of Medicine, Fukushima Medical University, Japan. Abraham Zangen, Department of Neurobiology, The Weizmann Institute of Science, Rehovot, Israel. Ulf Ziemann, Klinikum der Johann Wolfgang Goethe-Universität Frankfurt am Main, Germany.

1388-2457/2009 $36.00 © 2009 International Federation of Clinical Neurophysiology. Published by Elsevier Ireland Ltd. All rights reserved.

implanted electrodes in the central nervous system, and safety aspects of TMS in neuroimaging environments. We cover recommended limits of stimulation parameters and other important precautions, monitoring of subjects, expertise of the rTMS team, and ethical issues. While all the recommendations here are expert based, they utilize published data to the extent possible.

© 2009 International Federation of Clinical Neurophysiology. Published by Elsevier Ireland Ltd. All rights reserved.

Contents

1. Introduction ................................................................. 00
2. Principles of TMS .......................................................... 00
   2.1. Nomenclature ......................................................... 00
   2.2. Interaction of magnetic field with tissue ................. 00
   2.3. Types of coils ....................................................... 00
3. Safety concerns ............................................................. 00
   3.1. Heating ............................................................... 00
   3.2. Forces and magnetization ..................................... 00
   3.3. Induced voltages .................................................. 00
   3.4. TMS in patients with implanted stimulating/recording electrodes ........................................................................ 00
   3.5. Magnetic field exposure for subjects/patients ............ 00
   3.6. Magnetic field exposure for operators ...................... 00
4. Side effects ................................................................. 00
   4.1. Hearing ............................................................... 00
   4.2. EEG aftereffects .................................................... 00
   4.3. Seizures .............................................................. 00
      4.3.1. Seizures that have occurred with rTMS parameters considered safe according to the 1998 safety guidelines ...... 00
      4.3.2. Seizures that have occurred with rTMS parameters outside 1998 safety guidelines ........................................... 00
      4.3.3. Seizures induced by patterned rTMS ....................... 00
      4.3.4. Risk of seizures in epileptic patients and other patient populations ................................................................. 00
      4.3.5. Sub-clinical EEG abnormalities due to TMS .......... 00
   4.4. Syncope .............................................................. 00
   4.5. Local pain, headache, discomfort ............................ 00
   4.6. Cognitive/neuropsychological changes .................... 00
      4.6.1. Single or repeated trains applied for physiological or cognitive brain research .................................................. 00
      4.6.2. rTMS for therapy .............................................. 00
   4.7. Acute psychiatric changes ....................................... 00
   4.8. Other biological effects possibly related to safety concerns .......................................................................................... 00
      4.8.1. The need of animal models ................................ 00
      4.8.2. Endocrine after-effects ..................................... 00
      4.8.3. Histotoxicity ................................................... 00
      4.8.4. Effects on neurotransmitters .............................. 00
      4.8.5. Effects on the immune system ............................ 00
      4.8.6. Autonomic function ......................................... 00
5. Considerations on patient selection ..................................... 00
   5.1. Illness-stimulation interactions ................................. 00
   5.2. Interactions between concomitant treatments and rTMS ................................................................. 00
   5.3. Drugs which are potential hazards for rTMS .......... 00
   5.4. State-dependency of rTMS effects .......................... 00
   5.5. TMS in pediatrics ................................................. 00
   5.6. TMS in pregnancy ................................................. 00
6. Considerations on dosing TMS ............................................. 00
   6.1. Motor threshold (MT), phosphene threshold (PT) and other procedures of stimulation .......................................................... 00
   6.2. Newer dosing paradigms of rTMS interventions ........ 00
   6.3. Targets .............................................................. 00
   6.4. Devices ............................................................... 00
   6.5. Coil navigation systems ......................................... 00
7. Update of the safety guidelines .......................................... 00
   7.1. Ethical and regulatory issues .................................... 00
      7.1.1. Types of rTMS studies ................................... 00
   7.2. Stimulation parameters ........................................... 00
      7.2.1. Conventional rTMS of the motor cortex .............. 00
      7.2.2. Conventional rTMS outside the motor cortex .... 00
      7.2.3. Patterned repetitive TMS .................................. 00
      7.2.4. Physiological monitoring .................................. 00
      7.2.5. Neuropsychological monitoring ......................... 00
      7.2.6. Where should TMS be done .............................. 00
      7.2.7. Hospital, outpatient setting or research labs? ....... 00
      7.2.8. TMS in special neuroimaging environments ......... 00
      7.2.9. Managing emergencies (syncope and seizures) .... 00

1. Introduction

Transcranial magnetic stimulation (TMS) is a neurostimulation and neuromodulation technique, based on the principle of electromagnetic induction of an electric field in the brain. This field can be of sufficient magnitude and density to depolarize neurons, and when TMS pulses are applied repetitively they can modulate cortical excitability, decreasing or increasing it, depending on the parameters of stimulation, even beyond the duration of the train of stimulation. This has behavioral consequences and therapeutic potential.

The last decade has seen a rapid increase in the applications of TMS to study cognition, brain-behavior relations and the pathophysiology of various neurologic and psychiatric disorders (Wassermannn and Lisanby, 2001; Kobayashi and Pascual-Leone, 2003; Gershon et al., 2003; Tassinari et al., 2003; Rossi and Rossini, 2004; Leafacehur, 2004; Hoffman et al., 2005; Couturier, 2005; Fregni et al., 2005a,b; Hallett, 2007; George et al., 2007; Málly and Stone, 2007; Rossini and Rossi, 2007; Devlin and Watkins, 2007; Ridding and Rothwell, 2007). In addition, evidence has accumulated that demonstrates that TMS provides a valuable tool for interventionnal neurophysiology applications, modulating brain activity in a specific, distributed, cortico-subcortical network so as to induce controlled and controllable manipulations in behavior.

Repetitive transcranial magnetic stimulation (rTMS) has been found to be a promising noninvasive treatment for a variety of neuropsychiatric conditions (Devlin and Watkins, 2007; George et al., 2007; Aleman et al., 2007; Fregni and Pascual-Leone, 2007), and the number of applications continues to increase with a large number of ongoing clinical trials in a variety of diseases. Therapeutic utility of TMS has been claimed in the literature for psychiatric disorders, such as depression, acute mania, bipolar disorders, panic, hallucinations, obsessions/compulsions, schizophrenia, catatonia, post-traumatic stress disorder, or drug craving; neurologic diseases such as Parkinson’s disease, dystonia, tics, stuttering, tinnitus, spasticity, or epilepsy; rehabilitation of aphasia or of hand function after stroke; and pain syndromes, such as neuropathic pain, visceral pain or migraine. A large industry-sponsored trial (O’Reardon et al., 2007) and a multi-center trial in Germany (Herwig et al., 2007) of rTMS in medication of refractory depression have been completed, and other appropriately controlled and sufficiently powered clinical trials of TMS are ongoing.

Most claims of therapeutic utility of TMS across conditions need further support and evidence-based clinical trial data, but the potential clinical significance is huge, affecting a large number of patients with debilitating conditions. A number of clinics have been set up worldwide offering TMS for treatment of various diseases, and rTMS is already approved by some countries for treatment of medication-refractory depression (i.e., Canada and Israel). In October 2008, a specific rTMS device was approved by the Food and Drug Administration in the United States for the treatment of patients with medication-refractory unipolar depression who have failed one good (but not more than one) pharmacological trial. It is reasonable to expect that the use of rTMS and its penetration in the medical community will continue to increase across different medical specialties.

The number of laboratories using TMS for therapeutic or neuroscientific purposes, and consequently the number of healthy individuals and patients with various neurological or psychiatric diseases studied worldwide, has been increasing yearly for the past 20 years (Fig. 1). A further increase in the wide-spread use of TMS in medical therapeutic applications and research is expected. This makes the need for clear and updated safety guidelines and recommendations of proper practice of application critical.

Current safety precautions and practice recommendations remain guided by the consensus conference held at the National Institutes of Health in June 1996 and summarized in Clinical Neurophysiology (Wassermannn, 1998). These recommendations were adopted with minor modifications by the International Federation for Clinical Neurophysiology (Hallett et al., 1999). Ethical considerations on the application of TMS to health and disease were initially dealt with by Green et al. (1997) during the early stages of rTMS testing, and more recently have been addressed by several publications (Wolpe, 2002; Mashour et al., 2005; Illes et al., 2006; Steven and Pascual-Leone, 2006). However, as previously mentioned, the use of TMS has grown dramatically in the past decade, new protocols of TMS have been developed, changes in the devices have been implemented, TMS is being increasingly combined with other brain imaging and neurophysiologic techniques including fMRI and EEG, and a growing number of subjects and patients are being studied with expanding numbers of longer stimulation sessions.

The safety of TMS continues to be supported by recent meta-analyses of the published literature (see Machii et al., 2006; Loo et al., 2008; Janicak et al., 2008), yet there is a clear need to revisit the safety guidelines, update the recommendations of practice, and
improve the discussion of ethical aspect to be reflective of the expanding uses of these powerful and promising techniques. Towards this end, a consensus conference took place in Certosa di Pontignano, Siena (Italy) on March 7–9, 2008. As in the 1996 NIH Consensus Conference, the 2008 meeting brought together some of the leading researchers in the fields of neurophysiology, neurology, cognitive neuroscience and psychiatry who are currently using TMS for research and clinical applications. In addition, representatives of all TMS equipment manufacturers were invited and those of Magstim, Nexstim, and Neuronetics were present, along with representatives from various regulatory agencies and several basic and applied scientists, including physicists, and clinicians whose work has bearing on decisions regarding the safe and ethical use of rTMS. The present article represents a summary of the issues discussed and the consensus reached. It follows the outline of the 1998 consensus statement, addressing all issues raised previously to provide corrections or updates where necessary, and including various new topics needed given technological advances.

2. Principles of TMS

2.1. Nomenclature

TMS can be applied one stimulus at a time, single-pulse TMS, in pairs of stimuli separated by a variable interval, paired-pulse TMS, or in trains, repetitive TMS. Single-pulse TMS can be used, for example, for mapping motor cortical outputs, studying central motor conduction time, and studying causal chronometry in brain-behavior relations. In paired pulse techniques TMS stimulation can be delivered to a single cortical target using the same coil or to two different brain regions using two different coils. Paired pulse techniques can provide measures of intracortical facilitation and inhibition, as well as study cortico-cortical interactions. Pairing can also be with a peripheral stimulus and a single TMS stimulus, paired associative stimulation (PAS).

When multiple stimuli of TMS are delivered in trains, one can differentiate “conventional” and “patterned” protocols of repetitive stimulation. For conventional protocols (Fig. 2), there is universal agreement that the term ‘repetitive TMS’ (rTMS) has replaced earlier uses of the terms ‘rapid TMS’ and ‘rapid-rate TMS’ and should be used to refer to the application of regularly repeated single TMS pulses. The term ‘fast’ or ‘high-frequency’ rTMS should be used to refer to stimulus rates of more than 1 Hz, and the term ‘slow’ or ‘low-frequency’ rTMS should be used to refer to stimulus rates of 1 Hz or less. Such a classification is based on the different physiological effects and degrees of risk associated with low- and high-frequency stimulation.

Patterned rTMS refers to repetitive application of short rTMS bursts at a high inner frequency interleaved by short pauses of no stimulation. Most used to date are the different theta burst (TBS) protocols in which short bursts of 50 Hz rTMS are repeated at a rate in the theta range (5 Hz) as a continuous (cTBS), or intermittent (iTBS) train (Huang et al., 2005; Di Lazzaro et al., 2008) (Fig. 2).

Lasting inhibitory aftereffects of 1 Hz rTMS and cTBS and facilitatory after-effects following high-frequency rTMS and iTBS were found on motor corticospinal output in healthy subjects, with a neurophysiologic substrate that remains unclear. Various mechanisms are worth considering, including synaptic changes resembling experimental long term depression (LTD) and long term potentiation (LTP) mechanisms, as well as shifts in network excitability, activation of feedback loops, activity-dependent...
metaplasia (Gentner et al., 2008; Iezzi et al., 2008) etc. In the context of the present manuscript, a few issues are worth pointing out as they are relevant for the safety of TMS.

Regarding rhythmic, conventional repetitive, rTMS it is noteworthy, that in order to comply with present safety guidelines, protocols of slow rTMS (<1 Hz stimulation frequency) generally apply all pulses in a continuous train, whereas protocols of fast rTMS (e.g., ≥5 Hz stimulation frequency) apply shorter periods of rTMS separated by periods of no stimulation (e.g., 1200 pulses at 20 Hz and subthreshold stimulation intensity might be delivered as 30 trains of 40 pulses (2 s duration) separated by 28 s intertrain intervals (Fig. 2). There is only limited safety information on the effect of inserting pauses (intertrain intervals) into rTMS protocols (Chen et al., 1997). However, considering metaplaspic arguments (Abraham and Bear, 1996; Bear, 2003), it is likely that such pauses also have a significant impact on the effect of rTMS, both in terms of efficacy and safety. Therefore, further investigations are needed.

Regarding patterned rTMS, most TBS protocols employed to date replicate the original ones explored by Huang et al. (2005): for cTBS 3 pulses at 50 Hz are applied at 5 Hz for 20 s (300 total stimuli) or 40 s (600 stimuli). For iTBS twenty 2 s periods of cTBS each separated from the following by 8 s are applied (Fig. 2). Obviously, there are an infinite variety of combinations of such protocols, and it is important to emphasize that the effects and safety of the different protocols may differ, and that small changes, may have profound impact.

Recently, quadrupulse stimulation (QPS) (Hamada et al., 2008) has been added to patterned rTMS procedures able to induce long-term changes of cortical excitability (see Fig. 2). Repeated trains of four monophasic pulses separated by interstimulus intervals of 1.5–1250 ms produced facilitation (at short intervals) or inhibition (at longer intervals), probably through a modulatory action on intracortical excitatory circuitry (Hamada et al., 2008).

The combination of repeated sub-motor threshold 5 Hz repetitive electrical stimulation of the right median nerve synchronized with sub-motor threshold 5 Hz rTMS of the left M1 at a constant interval for 2 min, or paired associated stimulation (PAS), is another protocol to temporally enhance rTMS effects at cortical level on the basis of a previously demonstrated interaction of the conditioning and test stimuli at the cortical level (Mariorenzi et al., 1991), perhaps through (meta-)plasticity mechanisms (Quartarone et al., 2006).

Repetitive paired-pulse stimulation (not included in Fig. 2) has been performed at ICF periodicity (Sommer et al., 2001) or i-wave periodicity (Di Lazzaro et al., 2007) [(also termed iTMS (Thickbroom et al., 2006) or rTMS (Hamada et al., 2007)]. Although higher excitability increases could be observed in comparison to single-pulse rTMS no seizures have been reported so far with this technique.

In all studies introducing new TMS protocols, safety should be addressed by including careful monitoring of motor, sensory and cognitive functions before, during, and after the intervention.

### 2.2. Interaction of magnetic field with tissue

In TMS, electric charge stored in a capacitor is discharged through a stimulation coil, producing a current pulse in the circuit that generates a magnetic field pulse in the vicinity of the coil. According to Faraday's law of electromagnetic induction, this time-varying magnetic field induces an electric field whose magnitude is proportional to the time rate of change of the magnetic field, which in the case of TMS is determined by the rate of change of the current in the coil. If the coil is held over a subject's head, the magnetic field penetrates scalp and skull, and induces an electric field in the brain. The induced electric field causes ions to flow in the brain, without the need for current to flow across the skull and without charged particles being injected into the scalp. In contrast, in transcranial electric stimulation (TES) charge is injected into the scalp at the electrodes and current must flow through the skull. Due to the low conductivity of the skull, in TES a large potential difference must be applied between the electrodes in order to achieve a current density in the brain high enough to stimulate neurons, and this leads to a much higher current density in the scalp. Thus, the ratio of the maximum current density in the scalp to the maximum current density in the brain is much lower in TMS than for TES, allowing TMS to stimulate cortical neurons without the pain associated with TES.

The flow of ions brought about by the electric field induced in the brain alters the electric charge stored on both sides of cell membranes, depolarizing or hyperpolarizing neurons. The existence of passive ion channels renders the membrane permeable to these ions: an increased membrane conductance decreases the amplitude of the change in membrane potential due to the induced electric field and decreases the time constant that characterizes the leakage of the induced charge. Experimental evidence (Amassian et al., 1992; Maccabee et al., 1993) and theoretical calculations (Nagarajan et al., 1993) indicate that stimulation occurs at a lower threshold where axons terminate, or bend sharply, in the relatively uniform electric field induced by the TMS stimulation coil. Accordingly, stimulation should occur where the electric field is strongest and points along the direction of an axon that terminates, for example at a synapse, or bends sharply. Axons with larger length constants, and hence larger diameters, are expected to be stimulated at lower stimulus intensity.

### The stimulators and coils currently in production

The stimulators and coils currently in production develop about 1.5–2.0 Tesla (T) at the face of the coil, produce currents changing at rates up to 170 A/μs (Thielshcer and Kammer, 2002) and induce electric fields in the cortex of up to about 150 V/m. They are thought, depending by the stimulation intensity, to be able to activate cortical neurons at a depth of 1.5–3.0 cm beneath the scalp using standard Figure 8, circular or double-cone coils. The Figure 8 coil produces a more focal and shallower stimulation, whereas the double-cone coil was especially designed for stimulation of deeper cortical targets. When using intensities below 120% of motor threshold, the stimulation can not induce direct activation at depth of more than 2 cm beneath the scalp (Roth et al., 2002, 2007; Zangen et al., 2005; Roth et al.).

Stimulus waveform and current direction have a significant impact on stimulation threshold. Shorter stimulus duration requires larger pulse amplitude but lower pulse energy to achieve stimulation (Barker, 1991; Hsu et al., 2003; Peterchev et al., 2008). For monophasic pulses over the motor cortex, a lower threshold is observed when the induced current flows in the brain in posterior-anterior direction. For biphasic pulses, the threshold is lowest when the induced current flows in the posterior-anterior direction in the second phase, and hence in the opposite direction from the first phase (Kammer et al., 2001). This effect can be explained in terms of the delayed (capacitive) response of the membrane (Davey and Epstein, 2000; Corbith et al., 2001). Stimulation threshold is lower for biphasic stimuli than for monophasic stimuli only if compared in terms of the energy stored in the stimulator's capacitors. In practice, the relative value of these two thresholds may be different for different stimulators (Kammer et al., 2001), which might have relevance in terms of safety.

Several simulation models have been developed to provide a view of the electromagnetic field distributions generated in biological tissue during TMS (Wagner et al., 2007). The simplified geometries of early models argued for the absence of currents normal to the superficial cortex and limited effects of surrounding tissues or altered anatomies, but more realistic head models indicate that such conclusions are inaccurate. For example, the conjecture that radial currents are absent during TMS, has influenced the
interpretation of clinical studies related to the generation of indirect (I) and direct (D) waves and justified the claim that inter-neurons tangential to the cortical surface are preferentially stimulated. However, such clinical interpretations need to be reevaluated in light of recent modeling work (Nadeem et al., 2003; Miranda et al., 2003; Wagner et al., 2004; De Lucia et al., 2007) that clearly demonstrate the importance of accounting for the actual head model geometry, tissue compartmentalization, tissue conductivity, permittivity, heterogeneity and anisotropy when calculating the induced electric field and current density. From a safety point of view, it is important to note that changes in the tissue anatomy and electromagnetic properties have been shown to alter the TMS induced stimulating currents in both phantom and modeling studies. Wagner et al. (2006, 2008) compared the TMS field distributions in the healthy head models with those in the presence of a stroke, atrophy or tumor. For each of these pathologies, the TMS induced currents were significantly altered for stimulation proximal to the pathological tissue alterations. The current density distributions were modified in magnitude and direction, potentially altering the population of stimulated neural elements. The main reason for this perturbation is that altered brain tissue can modify the conductivities and effectively provide paths of altered resistance along which the stimulating currents flow. Given these findings, modeling of induced electric field and current density in each patient with brain pathologies using a realistic head model, would be desirable to maximize precision. However, it is important to emphasize, that even in the absence of individualized modeling of induced currents, studies of TMS in a variety of patient populations over the past decades have proven remarkably safe if appropriate guidelines are followed.

2.3. Types of coils

The most commonly used coil shape in TMS studies consists of two adjacent wings, and is termed the Figure 8. This shape allows relatively focal stimulation of superficial cortical regions, underneath the central segment of the Figure 8 coil. Neuronal fibers within this region with the highest probability for being stimulated are those which are oriented parallel to the central segment of the coil (Basser and Roth, 1991; Roth and Basser, 1990; Chen et al., 2003).

The relative angle between the wings affects the efficiency and focality of the coil. Coil elements which are non-tangential to the scalp induce accumulation of surface charge, which reduces coil focality of the coil. Coil elements which are non-tangential to the central segment of the Figure 8 coils and lower limbs motor representation at the interhemispheric fissure. Such a coil is also used for cerebellar stimulation. It may induce some discomfort when higher intensities are required for stimulation of deep brain regions.

A more recent development allowing considerable reduction in power consumption and heat generation during operation, makes use of ferromagnetic cores (Epstein and Davey, 2002). The safety of such iron-core coils, using a relatively high intensity (120% of MT) and frequency (10 Hz, 4 s trains), was recently demonstrated in a large multi-center study evaluating its antidepressant effects (O’Reardon et al., 2007).

Overheating of coils during rTMS poses severe limitations on effective and safe operation, and requires an adequate cooling method. Weyh et al. (2005) introduced a Figure 8 coil with a reduced-resistance design to achieve significantly improved thermal characteristics. In addition to having increased electrical efficiency, iron-core coils offer advantages in this regard as well, as the ferromagnetic core serves as a heat sink. Water-, oil- and forced-air cooling methods have been implemented by various manufacturers.

Coil designs for stimulation of deeper brain areas, termed H-coils, have been tested ex vivo and in humans subjects (Roth et al., 2002, 2007; Zangen et al., 2005). Other theoretical designs for deep brain TMS have been evaluated with computer simulations, such as stretched C-core coil (Davey and Riehl, 2006; Deng et al., 2008) and circular crown coil (Deng et al., 2008). Coils for deep brain stimulation have larger dimensions than conventional coils, and provide a significantly slower decay rate of the electric field with distance, at the expense of reduced focality. Due to their reduced attenuation of the electric field in depth, these coils could be suitable for relatively non-focal stimulation of deeper brain structures. However, it is important to remember that as in all TMS coils, the stimulation intensity is always maximal at the surface of the brain. The safety and cognitive effects of some H-coils at relatively high intensity (120% MT) and frequency (20 Hz) have been assessed (Levkovitz et al., 2007), and these coils have received regulatory approval for human use in Europe.

3. Safety concerns

3.1. Heating

Tissue heating of the brain by a single-pulse TMS itself is very small and is estimated to be definitely less than 0.1 °C (Ruohonen and Ilmoniemi, 2002). It appears to be even smaller in areas with low perfusion such as cysts or strokes (R. Ilmoniemi, personal communication). However, high brain blood perfusion ensures a safety range (Brix et al., 2002). For comparison, heating in the immediate surround of deep brain stimulation electrodes is estimated to be at maximum 0.8 °C (Elwassif et al., 2006).

Eddy currents induced in conductive surface electrodes and implants can cause them to heat up (Roth et al., 1992; Rotenberg et al., 2007). The temperature increase depends on the shape, size, orientation, conductivity, and surrounding tissue properties of the electrode or implant as well as the TMS coil type, position, and stimulation parameters. Silver and gold electrodes are highly conductive and can heat excessively, potentially causing skin burns. Temperature of 50 °C for 100 s or 55 °C for 10 s can produce skin burns (Roth et al., 1992). The use of low-conductivity plastic electrodes can reduce heating. Radial notching of electrodes and skull plates can also reduce heating by interrupting the eddy current path. Skull plates made of titanium tend to have low heating, due to the low conductivity of titanium and radial notching (Rotenberg et al., 2007). Brain implants such as aneurysm clips and stimulation electrodes can heat as well. Brain tissue heating above 43 °C can result in irreversible damage (Matsumi et al., 1994). If TMS is to be applied near electrodes or implants, it is advisable to first measure the heating ex vivo with the parameters specified in the planned TMS protocol. The results of such testing should be reported for the benefit of the scientific community.
3.2. Forces and magnetization

The magnetic field pulse generated by the TMS coil exerts attractive forces on ferromagnetic objects and repulsive forces on non-ferromagnetic conductors. Therefore, TMS can result in forces on some head implants that could potentially displace them. The forces on ferromagnetic objects tend to be larger than those on non-ferromagnetic conductors. Titanium skull plates are non-ferromagnetic and low-conductivity, and may have radial notches which reduce the induced force. Some titanium skull plates may be safe for TMS (Rotenberg et al., 2007).

The net energy imparted to stainless steel aneurysm clips is measured to be typically less than $10^{-19}$ J, equivalent to the clip being moved vertically by less than 0.0003 mm, which is unlikely to produce a clinical problem (Barker, 1991). Cochlear implants incorporate a magnet under the scalp that could be moved or demagnetized by the TMS pulse. Analogously to the evaluation of heating, it is advisable to first measure the forces ex vivo with the parameters specified in the planned TMS protocol. Jewelry, glasses, watches and other potentially conducting or magnetic objects worn on the head should be removed during TMS to prevent interactions with the magnetic field.

3.3. Induced voltages

The strong magnetic field pulse emitted by the TMS coil can induce large voltages in nearby wires and electronic devices. The wires connecting to scalp electrodes should be kept free of loops and should be twisted together to reduce magnetically-induced voltages. Active brain implants, such as deep brain stimulation (DBS) systems, epidural electrode arrays for cortical stimulation, and cochlear implants contain intracranial electrodes connected to subcutaneous wires in the scalp. TMS can induce voltages in the electrode wires whether the implant is turned ON or OFF, and this can result in unintended stimulation in the brain. TMS pulses can also damage the internal circuitry of electronic implants near the coil, causing them to malfunction.

More in detail, three ex vivo studies have specifically dealt with the issue of safety (Kumar et al., 1999; Kühn et al., 2004; Schrader et al., 2005). Kumar et al. (1999) investigated the safety of TMS applied to non-implanted deep brain electrodes embedded in a conducting gel with impedance similar to the impedances found when the electrodes are in the brain. They found that the induced currents in the leads are 20 times smaller than those normally produced by the stimulator when it is used in patients, and concluded that magnetic stimulation over the coiled scalp leads does not deliver damaging stimuli to the patient’s brain (Kumar et al., 1999). As a part of a study of modulation of motor cortex excitability by DBS, Kühn et al. (2004) tested the voltages induced in DBS leads in a phantom skull with methods similar to Kumar et al. (1999). They reported voltages up to 0.7 V induced in the electrode wires, and concluded that these are safe levels, since they are below the voltages generated by DBS. Schrader et al. (2005) assessed the effects of single-pulse TMS on a vagal nerve stimulation (VNS) device in regard to any current induced in VNS leads during TMS. They concluded that single-pulse TMS can be safely applied to individuals who have an implanted VNS device.

A significant limitation of the ex vivo safety studies (Kumar et al., 1999; Kühn et al., 2004; Schrader et al., 2005) is that only the induced voltages between pairs of contacts on the electrode lead were tested, whereas the induced voltages between the electrode contacts and the contact formed by the implanted pulse generator (IPG) case were not measured. The circuit formed by the wires connecting pairs of electrode contacts constitutes a conductive loop with a relatively small area, thus electromagnetic induction produces low voltages. On the other hand, the circuit formed by the wires connecting to the electrode contacts and the IPG case constitutes a conductive loop with a significantly larger area, and therefore electromagnetic induction can produce relatively high voltages. Thus, the induced voltages and currents reported in existing ex vivo safety studies could be significantly underestimating the magnitudes induced in vivo.

In addition to voltages and currents induced in the stimulation leads, the electromagnetic pulse generated by TMS can cause malfunction or even damage in the internal circuitry of electronic implants near the TMS coil. TMS pulses delivered ex vivo at a distance of 2–10 cm from the TMS coil to DBS IPG caused the IPG to malfunction, and for distances of less than 2 cm, the IPG was permanently damaged (Kumar et al., 1999; Kühn et al., 2004). A similar study of the effect of TMS pulses on a VNS IPG did not detect signs of malfunction or damage to the IPG by the TMS pulse (Schrader et al., 2005).

Cochlear implants consist of a loop antenna, a permanent magnet, an electronic chip implanted under the scalp, and an electrode implanted in the cochlea. There is no safety data on TMS in subjects with cochlear implants, but basic physics considerations suggest that it is likely unsafe. The TMS pulse can induce high voltages in the loop antenna, can move or demagnetize the permanent magnet, and can cause malfunction or damage to the electronic chip. Further, cochlear implants are not MRI compatible. Therefore, TMS should not be performed in subjects with cochlear implants, unless a detailed safety evaluation proves there are no adverse effects.

3.4. TMS in patients with implanted stimulating/recording electrodes

A large number of TMS studies have been performed in patients with electrodes implanted both in central and peripheral nervous system. Most employed single-pulse TMS, some used paired pulse TMS and a few studies used repetitive TMS (see Supplemental material, Table S1). The main aims of such studies have been:

(a) Evaluation of the effects of TMS on the central nervous system activity either by recording the responses evoked by TMS or by evaluating the changes of the ongoing spontaneous electrophysiological activity after TMS through the implanted electrodes;

(b) Evaluation of the effects of stimulation of nervous system structures by the implanted electrodes, as revealed by TMS evoked responses.

The first in vivo study with spinal cord stimulators was performed by Kofler et al. (1991) in four patients, and they reported that TMS was safely applied with the devices turned OFF and ON, with no apparent adverse effect (Kofler et al., 1991). Since then, studies performed in patients with implanted electrodes (see Supplemental material, Table S1) have used mainly three types of electrodes: (1) epidural electrodes (implanted over the cerebral cortex or spinal cord); (2) deep brain electrodes; or (3) peripheral or cranial nerve stimulating electrodes (e.g., vagus nerve (VN) electrodes). Some of the studies were performed in the few days following implantation, while the electrode leads were externalized prior to connection to a subcutaneous stimulus generator, while other studies were performed in patients with the leads connected to implanted stimulators. Two of the latter studies (Kühn et al., 2002; Hidding et al., 2006) showed that TMS-induced lead currents can produce motor responses in vivo, suggesting that the magnitude of these currents was higher than the negligible levels measured ex vivo. This phenomenon could be explained by currents induced between the electrode contacts and the IPG case, which were not measured in the ex vivo tests (see Section 3.3). Kühn et al. (2002) performed TMS in 5 dystonic patients with implanted electrodes in globus pallidus.
internus. These authors suggested that TMS can induce currents in the subcutaneous wire loops in patients with implanted DBS electrodes which are sufficient to activate corticospinal fibres subcortic- ally and to elicit pseudo-ipsilateral hand motor responses (Kühn et al., 2002). Similar findings were reported in 8 parkinsonian pa- tients with subthalamic nucleus (STN) electrodes and leads con- nected to an implanted stimulator (Hidding et al., 2006). The mean onset latencies of motor responses recorded in the relaxed first dor- sal interosseous muscle were significantly shorter after electrode implantation compared to the preoperative state. The authors as- cribed the shortening of the corticomotor conduction time to inadvertent stimulation of fast-conducting descending neural elements in the vicinity of the STN through current induction in subcutaneous scalp leads underneath the TMS coil connecting the external stimu- lator with STN electrodes, thereby producing submotor threshold descending volleys. Importantly though, no adverse effects were re- ported by Kühn et al. (2002) and by Hidding et al. (2006).

In summary, based on ex vivo and in vivo studies, it appears that TMS can be safely applied to patients who have implanted stimu- lators of the central and peripheral nervous system when the TMS coil is not in close proximity to the internal pulse generator (IPG) system. However, we lack detailed information as to what constit- uates a safe distance between the TMS coil and the implanted stimu- lator, and how coil shape, coil angulation, etc. influence this relation. Therefore, TMS should only be done in patients with im- planted stimulators if there are scientifically or medically compelling reasons justifying it. TMS procedures need to strictly follow a pre-specified experimental protocol and setting, with appropriate oversight by the Institutional Review Board or Ethic Committee. In such instances, to prevent accidental firing of the TMS coil near electronic implants, the subjects could wear a lifejacket or a similar arrangement which provides about 10 cm of padding around the electronic implant (Schrader et al., 2005).

TMS is considered safe in individuals with VNS systems (Schrader et al., 2005), cardiac pacemakers, and spinal cord stimu- lators as long as the TMS coil is not activated near the components located in the neck or chest. If a TMS coil is discharged close to the implanted wires connecting the electrodes to the IPG, potentially signifcant voltages and currents could be induced between the electrode leads and the IPG, which could cause unintended neural stimulation and may present a safety risk. This scenario can occur in DBS and cortical stimulation with epidural electrodes. Additional safety studies should be conducted to evaluate the magnitude of the voltages and currents induced in implanted stimulation systems. Finally, TMS in subjects with cochlear implants should not be performed, due to multiple possibly unsafe interactions between the TMS pulse and the implant.

3.5. Magnetic field exposure for subjects/patients

Single sessions of TMS or rTMS do not carry the risk of signifi- cant magnetic field exposure since the total time is too short. How- ever, a typical treatment course of rTMS for a psychiatric application (e.g., 10 Hz, trains of 20 pulses, 5 x 5, 20 sessions) yields about 5 s of total exposure (Loo et al., 2008). Theoretically, this kind of exposure would fall into radiofrequency range (i.e., from 3 kHz to 300 GHz), assuming a continuous stimulation with each pulse lasting about 250 µs (Barker, 1991).

In a current TMS depression trial, the researchers (M. George, personal communication) are delivering 6000 stimuli in a day (120% of MT, 10 Hz, 5 s on-10 off, for 30 min each day), in an open-ended dynamically adaptive design where they treat to remission as long as there is continued improvement. There is a maintenance phase and patients can be retreated if they relapse. One 28-year old patient has now received 70 sessions over 12 months, or 420,000 pulses, with no side effects. Several patients with amyotrophic lateral sclerosis have also received a very pro- longed treatment using cTBS. One 75-year old patient has received 130 sessions over 26 months with a total number of 156,000 stim- uli, while 7 patients received 60 sessions over 12 months with a total number of 72,000 stimuli (Di Lazzaro et al., 2009).

As pointed out (Loo et al., 2008), it is unclear whether the high intensity, pulsed stimulation of TMS has the same long-term effects of continuous, low-intensity, occupational exposure. It is even less clear whether effects of long-term exposure to rTMS might be changed by concurrent medications. Prospective studies in this sense would be desirable. Nonetheless, it is worth noting that chronic exposure to electro-magnetic fields appears safe at levels even greater than those possible with TMS (Gandhi, 2002; Martens, 2007).

3.6. Magnetic field exposure for operators

Safety issues are rarely addressed for operators who are ex- posed to magnetic field several hours every day for years by per- forming TMS. Guidelines for occupational levels of exposure to electromagnetic fields have been proposed by the International Commission on Non-Ionizing Radiation Protection (see ICNIRP, 2003) and by a Directive from the European Parliament [directive 2004/40/EC (Riches et al., 2007a)]. This directive introduces Exposure Limit Values for workers and also Action Values (magnitude of electromagnetic field which is directly measurable). In contrast, long term effects have been excluded from the scope of the directive. This directive has been operational from 30 April 2008 in all countries of the European Union (now postponed to April 30, 2012). Occupational exposure to magnetic fields has been measured for MRI units (Riches et al., 2007a). Exposure values are 100 times below the recommended exposure limits (Bradley et al., 2007), except in case of interventional procedures (Hill et al., 2005; Riches et al., 2007b).

Regarding TMS/rTMS, only one study has been performed using the MagPro machine (Medtronic), MC-B70 Figure 8 coil, 5 Hz fre- quency, and stimulus intensity of 60–80% stimulator output (Karlström et al., 2006). In these conditions, worker’s exposure limits for the magnetic field pulses are transgressed at a distances of about 0.7 m from the surface of the coil. This single observation makes necessary further research to confirm it and to determine the limiting distance to the coil according to the type of TMS ma- chine, the type of coil, the frequency/intensity of stimulation and the total exposure time.

The potential risk of long-term adverse event for rTMS opera- tors due to daily close exposure (even to weak electromagnetic fields), repeated for years, is an open issue that should be ad- dressed in the future.

4. Side effects

All the known side effects linked with TMS use are summarized in Table 1. It is apparent that data on theta burst stimulation (TBS) are still not sufficient to claim or deny safety hazards. This implies that future therapeutic and research studies employing TBS and other forms of patterned repetitive TMS should explicitly address this issue, which has been neglected up to now. Below, the most significant, potential side effects of conventional TMS are com- mented on in further detail, including potentially hazardous TMS-related activity (see points 3.1–3.8):

4.1. Hearing

Rapid mechanical deformation of the TMS stimulating coil when it is energized produces an intense, broadband acoustic artifact that may exceed 140 dB of sound pressure level (Counter and
Table 1  Potential side effects of TMS. Consensus has been reached for this table.

<table>
<thead>
<tr>
<th>Side effect</th>
<th>Single-pulse TMS</th>
<th>Paired-pulse TMS</th>
<th>Low frequency rTMS</th>
<th>High frequency rTMS</th>
<th>Theta burst</th>
</tr>
</thead>
<tbody>
<tr>
<td>Seizure induction</td>
<td>Rare</td>
<td>Not reported</td>
<td>Rare (usually protective effect)</td>
<td>Possible (1.4% crude risk estimate in epileptic patients; less than 1% in normals)</td>
<td>Possible (one seizure in a normal subject during cTBS) (see para 3.3.3)</td>
</tr>
<tr>
<td>Transient acute hypomania induction</td>
<td>No</td>
<td>No</td>
<td>Rare</td>
<td>Possible following left prefrontal stimulation</td>
<td>Not reported</td>
</tr>
<tr>
<td>Syncope</td>
<td>Possible as epiphenomenon (i.e., not related to direct brain effect)</td>
<td>Possible</td>
<td>Likely possible, but not reported</td>
<td>Frequent (see para. 3.3)</td>
<td>Possible</td>
</tr>
<tr>
<td>Transient headache, local pain, neck pain, toothache, paresthesia</td>
<td>Possible</td>
<td>Likely possible, but not reported</td>
<td>Frequent</td>
<td>Frequent (see para. 3.3)</td>
<td>Possible</td>
</tr>
<tr>
<td>Transient hearing changes</td>
<td>Possible</td>
<td>Likely possible, but not reported</td>
<td>Possible</td>
<td>Possible</td>
<td>Not reported</td>
</tr>
<tr>
<td>Transient cognitive/neuropsychological changes</td>
<td>Not reported</td>
<td>Not reported</td>
<td>Overall negligible (see Section 4.6)</td>
<td>Overall negligible (see Section 4.6)</td>
<td>Transient impairment of working memory</td>
</tr>
<tr>
<td>Burns from scalp electrodes</td>
<td>No</td>
<td>No</td>
<td>Not reported</td>
<td>Occasionally reported</td>
<td>Not reported, but likely possible</td>
</tr>
<tr>
<td>Induced currents in electrical circuits</td>
<td>Theoretically possible, but described malfunction only if TMS is delivered in close proximity with the electric device (pace-makers, brain stimulators, pumps, intracardiac lines, cochlear implants)</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Structural brain changes</td>
<td>Not reported</td>
<td>Not reported</td>
<td>Inconsistent</td>
<td>Inconsistent</td>
<td>Not reported</td>
</tr>
<tr>
<td>Histotoxicity</td>
<td>No</td>
<td>No</td>
<td>Inconsistent</td>
<td>Inconsistent</td>
<td>Not reported</td>
</tr>
<tr>
<td>Other biological transient effects</td>
<td>Not reported</td>
<td>Not reported</td>
<td>Inconsistent</td>
<td>Inconsistent</td>
<td>Not reported</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>Transient hormone (TSH), and blood lactate levels changes</td>
<td>Not reported</td>
<td></td>
</tr>
</tbody>
</table>

Borg, 1992). This exceeds the recommended safety levels for the auditory system (OSHA). Before using a given coil/stimulator, the operator may consult the manufacturer's Instructions for use or technical specifications to check the specified sound pressure levels.

After exposure to the TMS stimulus, a small proportion of adult humans have experienced transient increases in auditory thresholds (Pascual-Leone et al., 1992; Loo et al., 2001). Permanent threshold shift has been observed in a single individual who did not have ear plugs and was being stimulated with an H-coil (Zangen et al., 2005). The majority of studies in which hearing protection was used reported no change in hearing after TMS (Pascual-Leone et al., 1991; Levkovitz et al., 2007; Folmer et al., 2006; Rossi et al., 2007a; Janicak et al., 2008). The single publication regarding hearing safety in pediatric cases reports no change in hearing in a group of 18 children without hearing protection (Collado-Corona et al., 2001). This is encouraging; however, the sample size is too small to ensure hearing safety for pediatric cases. Young children are of particular concern because their canal resonance is different from adults, their smaller head size results in the TMS coil being closer to the ear, and appropriate hearing protection devices for children are not available.

Therefore, it is recommended that:

1. Hearing safety concerns for adults be addressed by: (i) use of approved hearing protection (earplugs or ear muffs) by individuals trained in placement of these devices; (ii) prompt referral for auditory assessment of all individuals who complain of hearing loss, tinnitus, or aural fullness following completion of TMS; (iii) those with known pre-existing noise induced hearing loss or concurrent treatment with ototoxic medications (Aminoglycosides, Cisplatin) should receive TMS only in cases of a favorable risk/benefit ratio, as when rTMS is used for treatment of tinnitus.

2. Individuals with cochlear implants should not receive TMS (see also paragraphs 2.2 and 2.3).

3. The acoustic output of newly developed coils should be evaluated and hearing safety studies should be conducted as indicated by these measures.

4. Hearing safety concerns for children have not been sufficiently addressed in published literature (see also paragraph 4.5) to justify participation by pediatric healthy volunteers in TMS studies until more safety data are available. Application of rTMS in pediatric patient populations with therapeutic intent may be reasonable if the potential benefits outweigh the theoretical risks of hearing problems.

4.2. EEG aftereffects

Recording of electroencephalographic (EEG) activity immediately before, during, and after TMS is possible provided that certain technical challenges are addressed and few precautions taken (Ilmoniemi et al., 1997; Bonato et al., 2006; Thut et al., 2005; Ives et al., 2006; Morbidi et al., 2007). Problems related to the saturation of the EEG recording amplifiers from the TMS pulse have been overcome via artifact subtraction, pin-and-hold circuits, the use of modified electrodes which do not transiently change their shape due to the stimulus impact, and altering the slew rate of the pre-amplifiers.

There is a considerable number of publications of combined TMS-EEG to date (85 studies on more than 1000 volunteers over the last 19 years). The studies that quantified aftereffects on EEG activity induced by conventional or patterned rTMS are listed in Table S2 (supplementary material) and discussed in this section. The studies on EEG-aftereffects in the form of potential TMS-induced epileptiform EEG-abnormalities are listed in Table 2 and discussed in Section 4.3.5. Single-pulse studies are not included in either table since safety concerns did not arise. However, in Table 2, special emphasis is placed on patient populations who might be more vulnerable to TMS due to several factors (i.e., brain damage, drug treatment or discontinuation of treatment for the purpose of a study).

Table 2: Inspection of EEG for epileptiform abnormalities during or after repetitive TMS in patients and healthy subjects. Consensus has been reached for this table.

<table>
<thead>
<tr>
<th>Authors</th>
<th>Subjects</th>
<th>TMS-parameters</th>
<th>EEG-measures</th>
<th>Timing of EEG</th>
<th>Findings with potential safety concern</th>
<th>Duration of after-effects</th>
</tr>
</thead>
<tbody>
<tr>
<td>Loo et al., 2001</td>
<td>N = 18</td>
<td>Depression</td>
<td>10 days of 10 Hz/30 × 5 s train; 25 s ITI</td>
<td>visual inspection</td>
<td>before and after TMS</td>
<td>no after-effects</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>DLPC/110%MT</td>
<td>waking EEG</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Boustros et al., 2001</td>
<td>N = 5</td>
<td>Depression</td>
<td>max 10 days of 5–20 Hz max 20 × 2 s; 58 s ITI</td>
<td>visual inspection</td>
<td>before and after TMS</td>
<td>No: despite EEG-activities at baseline: no change</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>DLPC/80–100%MT</td>
<td>waking EEG</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Boustros et al. (2000)</td>
<td>N = 14</td>
<td>Depression</td>
<td>10 days of 20 Hz/20 × 2 s train; 58 s ITI</td>
<td>visual inspection</td>
<td>before, during and after TMS</td>
<td>Yes: 1 case with rare slow-wave transients online to TMS</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>DLPC/80%IMT</td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
<tr>
<td>Misawa et al., 2005</td>
<td>N = 7</td>
<td>Schizophrenia</td>
<td>4 sessions of 1 Hz/4:6:12:16 min temporal cortex</td>
<td>visual inspection</td>
<td>before, during and after rTMS</td>
<td>No: no change</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
<tr>
<td>Fregni et al., 2005</td>
<td>N = 5</td>
<td>OCD</td>
<td>5 days of 20 Hz/50 × 2 s train; 58 s ITI</td>
<td>visual inspection</td>
<td>before, during and after TMS</td>
<td>Yes: 1 case with increased theta activity during TMS</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>DLPC/80%MT</td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
<tr>
<td>Fregni et al., 2006</td>
<td>N = 21</td>
<td>Stroke</td>
<td>5 days of 1 Hz/20 min</td>
<td>visual inspection</td>
<td>online and 2 h after treatment</td>
<td>No: no change</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>Unaffected hemisphere/100%MT</td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
<tr>
<td>Cantello et al., 2007</td>
<td>N = 43</td>
<td>Epilepsy</td>
<td>5 days of 0.3 Hz/55.5 min vertex/100%MT</td>
<td>visual inspection</td>
<td>before and after TMS</td>
<td>No: decrease in interictal spikes in 1/3 of patients</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>vertex/120%MT</td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
<tr>
<td>Joo et al., 2007</td>
<td>N = 35</td>
<td>Epilepsy</td>
<td>5 days of 0.5 Hz/50–100 min focus or vertex/100%MT</td>
<td>visual quantitative</td>
<td>before and after TMS</td>
<td>No: decrease in interictal spikes</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>visual inspection</td>
<td>during TMS</td>
<td>not assessed</td>
</tr>
<tr>
<td>Conte et al., 2007</td>
<td>N = 1</td>
<td>Epilepsy</td>
<td>different sessions of 5 Hz/2 s trains vertex/120%MT</td>
<td>duration of spike and waves</td>
<td>online to TMS</td>
<td>No: decrease in duration of discharges</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>no after-effect</td>
</tr>
<tr>
<td>Fregni et al., 2006</td>
<td>N = 15</td>
<td>Stroke</td>
<td>5 days of 1 Hz/20 min</td>
<td>visual inspection</td>
<td>before and after TMS</td>
<td>No: decrease in epileptiform discharges up to 30 days washed out at 60 days</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>Unaffected hemisphere/100%MT</td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
<tr>
<td>Fregni et al., 2005</td>
<td>N = 8</td>
<td>Epilepsy</td>
<td>1 session of 0.5 Hz/20 min Focus/65% max</td>
<td>visual inspection</td>
<td>before and after treatment</td>
<td>No: decrease in epileptiform discharges at least 30 days</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
<tr>
<td>Misawa et al., 2005</td>
<td>N = 1</td>
<td>Epilepsy</td>
<td>1 session of 0.5 Hz/3.3 min focus/90%MT</td>
<td>visual inspection</td>
<td>during TMS</td>
<td>No: significant change in EEG with epilepsy abolishment</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>waking EEG</td>
<td></td>
<td>2 month</td>
</tr>
<tr>
<td>Rossi et al., 2004</td>
<td>N = 1</td>
<td>Epilepsy</td>
<td>1 session of 1 Hz/10 min focus/90%MT</td>
<td>Spike averaging</td>
<td>before and after TMS</td>
<td>No: reduction in spike amplitude not assessed</td>
</tr>
<tr>
<td>Menkes and Gruenthal, 2000</td>
<td>N = 1</td>
<td>Epilepsy</td>
<td>4 × 2 days of 0.5 Hz/3.3 min focus/95%MT</td>
<td>visual inspection</td>
<td>before and after TMS</td>
<td>No: reduction in interictal spikes not assessed</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
<tr>
<td>Schulte-Bonhage et al., 1999</td>
<td>N = 21</td>
<td>Epilepsy</td>
<td>4 stimuli at 20/50/100/500 Hz</td>
<td>visual inspection</td>
<td>during TMS</td>
<td>No: no case of after-discharges no after-effects</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
<tr>
<td>Jennum et al., 1994</td>
<td>N = 10</td>
<td>Epilepsy</td>
<td>30 Hz/8 × 1 s trains: 60 s ITI</td>
<td>visual inspection</td>
<td>before, during</td>
<td>No: less epileptiform activity recovery after 10 min</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>temporal and frontal/120%MT</td>
<td>waking EEG</td>
<td>and after rTMS during TMS</td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>50 Hz/2 × 1 s train: 60 s ITI</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Steinhoff et al., 1993</td>
<td>N = 19</td>
<td>frontal/120%MT</td>
<td>visual inspection</td>
<td></td>
<td></td>
<td>No: reduction of epileptic activity in some cases na</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Hufnagel and Elger (1991)</td>
<td>N = 48</td>
<td>Epilepsy</td>
<td>0.3–0.1 Hz single or</td>
<td>visual inspection</td>
<td></td>
<td>Yes/no: enhancement and suppression of epileptiform activity</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
<tr>
<td>Dhuna et al., 1991</td>
<td>N = 8</td>
<td>Epilepsy</td>
<td>low frequency (&lt;0.3 Hz)</td>
<td>visual inspection</td>
<td>subdural electrodes waking EEG</td>
<td>No: 7 patients: no EEG changes</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>Yes: patient: seizure induction with 100% output intensity</td>
</tr>
<tr>
<td>Kanno et al., 2001</td>
<td>N = 1</td>
<td>Patient</td>
<td>1 session of 0.25 Hz/2 × 3.3 min train</td>
<td>visual inspection</td>
<td>during TMS</td>
<td>No after-effects</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>DLPC/110%MT</td>
<td>waking EEG</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Huber et al., 2007</td>
<td>N = 10</td>
<td>healthy</td>
<td>5 s session of 5 Hz/6 × 10 s train; 5 s ITI</td>
<td>visual inspection</td>
<td>during TMS</td>
<td>No (no abnormalities) no after-effects</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>M1/90%MT</td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
<tr>
<td>Jahanishi et al., 1997</td>
<td>N = 6</td>
<td>healthy</td>
<td>2 sessions of 20 Hz/50 × 0.2 s: 3 s ITI</td>
<td>visual inspection</td>
<td>before and after TMS</td>
<td>No (no abnormalities) no after-effects</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td>M1/105–110%MT</td>
<td>waking EEG</td>
<td></td>
<td>No after-effects</td>
</tr>
</tbody>
</table>

Thirty-seven studies have quantified the aftereffects on functional EEG-activity due to TMS pulse repetition (Supplemental material, Table S2). Published from 1998 to 2008, most of these studies used conventional rTMS protocols (pulse repetition frequencies of 0.9–25 Hz) which followed the 1998-safety guidelines. A few studies explored EEG aftereffects after TBS (Katayama and Rothwell, 2007, Ishikawa et al., 2007), or PAS (Tsuiji and Rothwell, 2002; Wolters et al., 2005). Aftereffects have been observed on a variety of EEG/EP-measures including oscillatory activity over motor and prefrontal areas (e.g., Strens et al., 2002 and Schutter et al., 2003) as well as somatosensory (e.g., Katayama and Rothwell, 2007; Ishikawa et al., 2007; Restuccia et al., 2007), visual (Schutter et al., 2003), cognitive (Evers et al., 2001a, b; Hansenne et al., 2004; Jing et al., 2001) and movement-related cortical potentials (Rossi et al., 2000; Lu et al., 2009), in accordance with the site of TMS. With three exceptions (Evers et al., 2001a, 2001b; Satow et al., 2003; Hansenne et al., 2004), all published studies reported significant aftereffects. For the studies using conventional TMS protocols (low frequency: 0.9 and 1 Hz, high frequency: 5–25 Hz), the direction of the aftereffect (when present) was as expected, with facilitation prevailing over suppression after high frequency TMS (n = 12 vs. n = 6), and suppression prevailing over facilitation after low frequency TMS (n = 13 vs. n = 2). Note that alpha-band increase/decrease is taken as sign for inhibition/facilitation. TBS and PAS tended to induce facilitation rather than inhibition (small n of 4, see Supplemental material, Table S2).

There is evidence for such aftereffects to persist in the absence of behavioral effects (e.g., Rossi et al., 2000; Hansenne et al., 2004; Holler et al., 2006). This parallels previous findings on lasting changes in neurophysiological measures after rTMS over motor areas (MEP-amplitude) without parallel changes in amplitude or velocity of voluntary finger movements (e.g., Muellbacher et al., 2000).

Absolute duration of EEG aftereffects has been assessed in a total of 11 studies recording EEG/EPs until recovery. Duration ranged from 20 min (Tsuiji and Rothwell, 2002; Thut et al., 2003a, 2003b) to 70 min (Enomoto et al., 2001) post-TMS (mean: 38.6 min; see Supplemental material, Table S2). There was no consistency in one type of protocol inducing longer-lasting effects than another (1 Hz = 38 min: mean of n = 5; 5 Hz = 28 min: mean of n = 2; TBS = 60 min: n = 1; PAS = 40: mean of n = 2), but this is preliminary given the small number of studies and the cross-study confounds of variations in number of pulses and intensity. The 20–70 min duration is in line with the duration of aftereffects on motor cortex excitability as measured through a variety of single and paired-pulse TMS protocols (e.g., Gerschlager et al., 2001; Münchau et al., 2002; Peinemann et al., 2004). This strongly suggests that aftereffect-duration can be extrapolated from motor to non-motor sites, and vice versa.

None of the reviewed TMS-EEG studies has investigated the time-course of the electrophysiological changes relative to behavioral effects. Based on what is known from behavioral TMS studies, aftereffects of a 1 Hz protocol would be estimated to last approximately as long as the duration of stimulation (Robertson et al., 2003). This would have resulted in an estimated 13.6 min vs. a measured 38 min of aftereffects in the 1 Hz TMS-EEG studies in which the EEG/EP-aftereffects were assessed (n = 5, Supplemental material, Table S2). Although speculative at this point, it is probably safe to conclude that the time of potential aftereffects would be slightly, but not dramatically, underestimated if equated to the duration of observable behavioral effects (using safe parameters).

Less is known for TBS stimulation. Yet, with the previously employed parameters (as compared to standard protocols: similar number of pulses but considerably shorter duration and lower intensity of stimulation), the duration of the effects on EEG activity (measured so far using SEP-amplitude after sensorimotor stimulation) (Katayama and Rothwell, 2007; Ishikawa et al., 2007) seems to be comparable to those after standard repetitive TMS protocols. Recently, 24 healthy volunteers participated in 2 randomized, placebo-controlled, cross-over experiments and underwent continuous TBS (cTBS), intermittent TBS (iTBS), and shamTBS either over the left dorsolateral prefrontal cortex (n = 12, Figure 8 coil) or the medial prefrontal cortices (n = 12, double-cone coil) (Grossheinrich et al., 2009): the only EEG aftereffects were current density changes in the alpha2 band after iTBS of the dorsolateral prefrontal cortex, which remained detectable up to 50 min after stimulation. However, more is needed in terms of localized (i.e., coherence, synchronization likelihood) or generalized EEG modifications induced by TBS and other patterned rTMS protocols.

In summary, it seems clear that TMS has a robust neurophysiological effect on EEG/EPs, and that aftereffects can be demonstrated even in the absence of any behavioral effects. The duration of such aftereffects is estimated to be approximately 1 h following a single session of TMS using current protocols. This should be taken into consideration when planning experiments and when to dismiss the participants. In comparison to the previous guidelines, there is no new EEG result calling for more caution with conventional repetitive protocols (0.3–20 Hz), neither in healthy participants nor psychiatric or epilepsy patients. Further EEG studies are needed to collect more data on TBS and repeated PAS, as well as in non-psychiatric or non-epilepsy patients, given the incomplete picture we have for these protocols and patient groups (e.g., stroke). Until then, we urge caution regarding potentially long-lasting aftereffects. It should be noted as well, that this conclusion refers only to a single rTMS intervention. Repeated interventions, for example as employed in therapeutic trials of rTMS, may give rise to effects of different duration, but this is largely unknown, and in need of study.

### 4.3. Seizures

Induction of seizures is the most severe acute adverse effect for rTMS. Several cases of accidental seizures induced by rTMS have been reported to date, most in the early days prior to the definition of safety limits. Considering the large number of subjects and patients who have undergone rTMS studies since 1998 (see Fig. 1) and the small number of seizures, we can assert that the risk of rTMS to induce seizures is certainly very low.

---

Table 2 (continued)

<table>
<thead>
<tr>
<th>Authors</th>
<th>Subjects</th>
<th>TMS-parameters</th>
<th>EEG-measures</th>
<th>Timing of EEG</th>
<th>Findings with potential safety concern</th>
<th>Duration of after-effects</th>
</tr>
</thead>
<tbody>
<tr>
<td>Wassermann et al., 1996</td>
<td>N = 10</td>
<td>1 session of 1 Hz/max 5 min 6 scalp positions/125xMT</td>
<td>visual inspection waking EEG</td>
<td>before and after TMS</td>
<td>No (no abnormalities)</td>
<td>no after-effects</td>
</tr>
<tr>
<td></td>
<td>healthy</td>
<td>1 session of 20 Hz/10 × 2 train: 58 s ITI</td>
<td>visual inspection waking EEG</td>
<td>before and after TMS</td>
<td>No (no abnormalities)</td>
<td>no after-effects</td>
</tr>
</tbody>
</table>

DLPFC = Dorsolateral prefrontal cortex.

Seizures are caused by hypersynchronized discharges of groups of neurons in the gray matter, mainly due to an imbalance between inhibitory and excitatory synaptic activity in favor of the latter. Seizures can be induced by rTMS when pulses are applied with relatively high-frequencies and short interval periods between trains of stimulation. rTMS might theoretically induce seizures during two different periods associated with stimulation: (1) during or immediately after trains of rTMS and, (2) during the aftereffects due to the modulation of cortical excitability (i.e., kindling effect, see Wassermann, 1998). Although the first has been seen, there is no evidence that the latter has ever occurred. Indeed, there is no solid evidence for kindling in humans in any situation.

Here we review the cases of accidental seizures during TMS. This is critical to identify predictors associated with induction of seizures, and in turn to analyze the impact of the previous safety guidelines (Wassermann, 1998) for prevention of seizures. We do not take into account seizures induced during “magnetic seizure therapy”, an alternative way to use rTMS to treat pharmaco-resistant depression (Lisanby, 2002) in which special stimulation devices are employed with the aim of inducing a seizure under controlled conditions and with the patient protected by muscle relaxants and anesthetics.

We conducted a systematic review up to December 2008 in which we used as keywords “seizure”, “seizures”, “transcranial magnetic stimulation”, and “TMS”. In addition we searched review papers on TMS safety and collected experience from experts in the field. We initially identified 143 articles, which were reviewed, and if a seizure was reported, we collected information on the parameters of stimulation and baseline clinical and demographic characteristics. A total of 16 cases were identified. Seven of these cases were included in the previous 1998 safety guidelines and 9 of them were reported in the following years. We created a framework in which cases were classified based on whether seizures were induced by stimulation outside or within the recommended parameters according to the previous safety guidelines (intensity, frequency and train duration). We then discussed potential factors that may have contributed to the seizures. It should be kept in mind that the 1998 safety guidelines (Wassermann, 1998) define a combination of rTMS parameters such as frequency, intensity and duration of trains based on a study in healthy controls that used the outcomes of after-discharges and spread of excitation (Pascual-Leone et al., 1993).

Flitman et al. reported an episode of a generalized tonic-clonic seizure in a healthy subject using parameters of 120% of MT, 15 Hz, train duration of 0.75 s, and with variable intervals between trials. This was a study to determine whether linguistic processing can be selectively disrupted with rTMS (Flitman et al., 1998). The very short interval (0.25 s) between trains was thought to have contributed to this episode, triggering a detailed study on the impact of duration of inter-train intervals on the risk of seizure induction. The findings resulted in the revision of prior guidelines to include interval between trains as another relevant parameter (Chen et al., 1997).

4.3.1. Seizures that have occurred with rTMS parameters considered safe according to the 1998 safety guidelines

Four of the new seizures (two following single-pulse and two following rTMS) induced by TMS since publication of the prior guidelines appear to have been induced by “safe” stimulation parameters.

Figiel et al. reported a case of a patient with major depression who developed left focal motor seizures that followed at least 6 h after the end of stimulation (100% of MT, 10 Hz, and train duration of 5 s). The use of antidepressant medications might have increased the risk of seizures. In any case, because neurological exam and EEG were normal and this episode was not responsive to anti-epileptic drugs, pseudoseizure was also considered (Figiel et al., 1998). Given the delay between the stimulation and the event, the relationship is also uncertain. This case emphasizes the critical need of careful documentation, monitoring, and evaluation by a trained clinician.

Nowak et al. (2006) reported a case of a generalized tonic-clonic seizure in a patient with tinnitus receiving rTMS with parameters of 90% of MT, 1 Hz and 580 pulses (Nowak et al., 2006). There were no identifiable factors that may have contributed to this episode of seizure. However, because of clinical features, it has been questioned whether this episode actually was a convulsive syncope rather than a seizure (Epstein, 2006).

Additional to seizures occurring during rTMS, two cases of a generalized tonic-clonic seizure following single-pulse TMS have been reported. One, in a patient with multiple sclerosis (66% of TMS output) in a study investigating cortical excitability has been reported. In this case, the brain lesions associated with multiple sclerosis and the use of olanzapine might have increased the risk of seizures (Haupts et al., 2004).

Tharayil et al. (2005) reported a generalized tonic-clonic seizure in a patient with bipolar depression using single-pulse TMS during motor threshold (MT) Assessment. The use of chlorpromazine and lithium, and also family history of epilepsy may have increased the risk of seizures (Tharayil et al., 2005).

In summary, three of these four instances of seizures occurred in patients taking pro-epileptogenic medications, and two of the four cases may represent non-epileptic events.

4.3.2. Seizures that have occurred with rTMS parameters outside 1998 safety guidelines

Since 1998 there have been four cases of accidental seizures in studies using parameters outside the previous safety guidelines. Conca et al. (2000) reported a seizure in a patient with major depression in whom rTMS (110% of MT, 20 Hz, train duration 5 s) was being used as an add-on treatment (Conca et al., 2000). The extremely brief loss of consciousness in this patient (8 s) suggests syncope rather than a seizure (see Epstein, 2006).

Bernaube et al. (2004) reported a seizure in a healthy volunteer (who was using fluoxetine 20 mg) in a study to investigate the effects of traumatic brain injury on cortical excitability as measured by a variety of TMS protocols (Bernaube et al., 2004). The parameters in this case were 110% of MT using 20 Hz and train duration of 2 s. In addition to these rTMS parameters, fluoxetine itself is known to be potentially pro-convulsant.

Rosa et al. (2004) reported a generalized tonic-clonic seizure in a patient with chronic pain using parameters of 100% of MT, 10 Hz and train duration of 10 s.

Prikryl and Kucerova (2005) reported a case of generalized tonic-clonic seizure during rTMS treatment for major depression. The parameters of stimulation were 110% of MT using 15 Hz and train duration of 10s. There was also a history of sleep deprivation in this patient.

In summary, three of these four instances of seizures occurred in patients taking pro-epileptogenic medications or following sleep-deprivation, and one of the four cases may represent a non-epileptic event.

4.3.3. Seizures induced by patterned rTMS

Since the introduction of theta burst stimulation (TBS) by Huang et al. (2004, 2005) a review of the literature reveals 49 publications using TBS in normal participants or patients with tinnitus, stroke, movement disorders, or chronic pain. Overall, a total of 741 participants have undergone either continuous or intermittent TBS. A single seizure has occurred (Obermann and Pascual-Leone, 2009) in a 33-year-old man healthy control without any risk factors for epilepsy and not taking any medications. Two days prior to the
event the subject had an overseas flight from London to Boston, and his sleep pattern may have still been altered, though he reported restful nights and no signs of jetlag. TBS was being applied to the left motor cortex with a MagPro X100 stimulator delivering biphasic pulses via a Figure 8 coil (Model MCF-B65) with each wing measuring 8.5 cm. Stimulation intensity was set at 100% of resting motor threshold. Continuous TBS was applied as 3 pulses at 50 Hz with 200 ms intertrain interval for 50 trains (total of 150 pulses).

The event, a partial, secondarily generalized tonic-clonic seizure occurred approximately 5–10 s after the completion of the final train of stimulation and lasted for 40 s with a post-ictal confusion lasting for approximately 25 min. Physical exam, detailed neurologic exam and mental status exam were normal starting 45 min after the event and remained normal later. Vital signs were stable, and all tests done were unremarkable. CTBS is traditionally thought to suppress cortical activity. However, it is possible that in some individuals CTBS may lead to facilitatory effects. Such paradoxical modulations have been reported for some subjects undergoing slow rTMS as well. Furthermore, since in this case resting motor threshold (rather than active motor threshold) was used to define the CTBS intensity, the subject was at rest prior to the stimulation, and it is possible that in such circumstances CTBS may have increased the subject’s cortical excitability rather than decreasing it (Gentner et al., 2008). It should also be noted that most of the published reports of TBS use an intensity of 80% of Active Motor Threshold while the seizure occurred in a study applying an intensity of 100% of Resting Motor Threshold (which is approximately equal to 120% of Active Motor Threshold). This event also highlights the need for an intensity-dosing study with TBS protocols to assess the seizure risk.

4.3.4. Risk of seizures in epileptic patients and other patient populations

There were no TMS-linked seizures among 152 patients with epilepsy who underwent weekly rTMS applications at ≤1 Hz in the context of the largest trials designed to investigate the potential of inhibitory low-frequency rTMS to reduce seizure frequency (Theodore et al., 2002; Tergau et al., 2003; Fregni et al., 2006a, 2006b; Cantello et al., 2007; Joo et al., 2007; Santiago-Rodríguez et al., 2008).

Furthermore, the use of high frequency/high intensity rTMS was unsuccessful as a non-invasive procedure to activate epileptogenic foci (see Tassinari et al., 2003, for a review) with the exception of a minority of patients with progressive myoclonic epilepsy, who are particularly susceptible to external stimuli.

Two patients with epilepsy partialis continua received high-frequency rTMS with parameters exceeding previous guidelines, without adverse effects: in the former, 100 Hz rTMS (15 trains at 90% of maximal output at successively increasing durations ranging from 0.05 to 1.25 s); in the latter, trains at 100% of maximal output, 20 Hz for 4 s were applied (Rotenberg et al., 2009).

A recent review on the safety of rTMS in epilepsy (Bae et al., 2007) indicated a 1.4% crude per-subject risk to develop a seizure (4 out of 280 patients) and no cases of status epilepticus. Such a low risk in epileptic patients may be due to use antiepileptic drugs, which might have a protective effect against TMS-induced seizure. In some epilepsy patients, a seizure has occurred during rTMS, but this could not unequivocally be assigned to TMS in many cases or occurred at high TMS intensity beyond safety guidelines (Dhuna et al., 1991). Of course, other factors that may increase the likelihood of inducing seizures such as history of seizures, medications that decrease seizure threshold (see later on), or other diseases potentially affecting cortical excitability (e.g., stroke or autism), need to be considered when assessing safety of rTMS treatment. In chronic stroke patients rTMS application for treatment of associated depressive symptoms was safe (Jorge et al., 2004), but rTMS trains which are usually safe for healthy volunteers (at rates of 20–25 Hz, 110–130% of MT are able to induce peripheral manifestations indexing spread of activation at cortical level, thereby potentially increasing the risk of seizures (Lomarev et al., 2007). Therefore, for patients with additional risk, rigorous monitoring is still critical. In such instances, the recommendations made in 1998 for electroencephalographic monitoring and electromyographic monitoring for spread of excitation should be entirely endorsed, along with video recording (if available) of the TMS session to be able to analyze in detail the characteristics of a spell. The involvement of a physician with expertise in the recognition and acute treatment of seizures is still strongly recommended for such instances.

4.3.5. Sub-clinical EEG abnormalities due to TMS

Table 2 summarizes those studies in which EEG recordings have been scrutinized for epileptiform activity (mainly spikes and slow-waves) before, during or after repetitive TMS. TMS-induced sub-clinical EEG abnormalities have been detected on rare occasions in patients but not in healthy volunteers. Of 49 patients suffering from psychiatric disorders and undergoing TMS treatment (many of them for up to 10 days), three cases showed minor transient epileptiform activity during or after TMS. All these patients were stimulated with high-frequency TMS (10 or 20 Hz), and stimulation was continued despite the epileptiform EEG activity and no seizure was induced (Boutros et al., 2000).

In 31 epilepsy patients in whom high frequency TMS was employed (5–100 Hz), no changes in frequency of spikes (Schulze-Bonhage et al., 1999) or even a reduction in frequency or duration was reported (Jennum et al., 1994; Conte et al., 2007). Low frequency TMS (n = 177 epilepsy patients, 0.3–1 Hz) has been shown to significantly reduce interictal spike frequency or amplitude (Hufnagel and Elger, 1991; Steinhoff et al., 1993; Misawa et al., 2005; Menkes and Grothuendt, 2000; Rossi et al., 2004a,b; Fregni et al., 2005a,b, 2006a,b; Cantello et al., 2007; Joo et al., 2007) and enhancement has been noted only rarely (Hufnagel and Elger, 1991). Even in patients who are withdrawn from antiepileptic medication, changes in interictal spike pattern and seizure induction during TMS seem to be infrequent and in rare cases only not to be coincidental (Schulze-Bonhage et al., 1999; see also Schrader et al., 2004 for review of single-pulse TMS and epilepsy). While there are many studies in psychiatry and epilepsy research, less is known in regards to TMS-induced EEG abnormalities in other patient groups (e.g., stroke: Fregni et al., 2006a,b).

In healthy participants, rTMS studies have yielded negative results as to TMS-induced EEG abnormalities (45 volunteers in 5 publications). Moreover, in one healthy participant in whom a seizure was induced while EEG was recorded, no abnormal pre-seizure EEG activity was observed (Pascual-Leone et al., 1993).

There is one observation of potentially epileptiform activity online to TMS over central leads in a patient that raises concern (Kanno et al., 2001). This is because the transient epileptiform activity occurred during rTMS at very low frequency (0.25 Hz) and early into the train (4th stimulus) so that it could not be assigned to cumulative pulse effects and seemed to be driven by only a few single pulses. In addition, this activity was likely to be TMS-induced, because it was reproduced during a second TMS session on another day (Kanno et al., 2001). Because this patient suffered from uncontrolled movements of trunk and limb, it is plausible that this patient’s motor cortex might have been extremely hyperexcitable as compared to other populations (Kanno et al., 2001). Aside from this observation, however, there is no report of epileptiform activity in the many publications (n > 25) that recorded EEG online to single-pulse TMS with a methodological or fundamental
neuroscientific perspective (Bridgers and Delaney, 1989; Kujirai et al., 1993; Nikouline et al., 1999; Tiitinen et al., 1999; Paus et al., 2001; Schürmann et al., 2001; Kähkönen et al., 2001, 2004, 2005; Komssi et al., 2002, 2004; Kübler et al., 2002; Thut et al., 2003a,b; Thut et al., 2005; Massimini et al., 2005, 2007; Price, 2004; Fuggetta et al., 2005, 2006; Bonato et al., 2006; Van Der Werf et al., 2006; Van Der Werf and Paus, 2006; Morbidi et al., 2007; Litvak et al., 2007; Julkunen et al., 2008; Romei et al., 2008a,b).

Therefore, it seems that subclinical epileptiform EEG activity during conventional rTMS is overall very rare, and that EEG monitoring before and during rTMS cannot effectively prevent accidental seizures induction.

4.4. Syncope

Vasodepressor (neurocardiogenic) syncope is a common reaction to anxiety and psycho-physical discomfort. It is a common experience that may occur more often than epileptic seizures during TMS testing and treatment, including TBS (Grossheinrich et al., 2009), as along with many other medical procedures (Lin et al., 1982).

Diagnostic problems arise in subjects who manifest positive phenomena during a syncopal episode. These may include behaviors considered typical of seizures: tonic stiffening, jerking, vocalizations, oral and motor automatisms, brief head or eye version, incontinence, hallucinations, and injuries from falling. Such episodes can be difficult to distinguish from epileptic events, although tongue biting and loss of urine are often lacking. Clinically, the cardinal feature that distinguishes syncope from seizure is rapid recovery of consciousness within seconds and not minutes (Lin et al., 1982). The premonitory complaint that “I need to lie down”, or “I need air”, narrowing and blacking out of the visual field, sensations of heat, bradycardia, and loss of peripheral pulses also favor circulatory collapse. Vasodilatation, distress, nausea, dizziness, pallor, and diaphoresis are frequent symptoms (Adams and Victor, 1977). Gas trointestinal symptoms occur in partial epilepsies as well, but their incidence in seizures provoked by TMS is unclear. Upward eye deviation is common in circulatory syncope, but rare in partial seizures unless they progress to generalized convulsions.

EKG, EEG, and video recording can provide important diagnostic information when available (Lempert, 1996). Elevated prolactin, drawn within 15 min of an event, can document the occurrence of generalized syncope, but a normal prolactin has no diagnostic value. The web site of the journal Brain Stimulation (www.brains-timjrnl.com/content/mm/mmc_library) contains a video (courtesy of Thomas Lempert) showing the occurrence of a seizure and a syncope, which might be useful for didactic purposes. This journal has a new rapid letter to the editor format (http://ees.elsevier.com/brs/) to encourage rapid reporting of all TMS induced seizures.

Initial measures for suspected seizures and syncope are identical. TMS should be terminated immediately, and the subject assisted in controlled reclining without impact. Airway breathing and circulation should be assessed. Unless tonic-clonic seizure activity occurs, the subject should be turned on one side to help clear the airway and avoid aspiration. Subjects who convulse should be turned on one side as soon as movement ceased, and maintained in that position until recovery of awareness. Delayed recovery of normal consciousness beyond 30 s following a seizure mandates further medical evaluation.

4.5. Local pain, headache, discomfort

Single-pulse TMS is generally well tolerated and experienced by most participants as painless. Some discomfort can be induced when using the triple stimulation technique (Magistris et al., 1998, 1999) due to the associated, supra-threshold peripheral stimulation. At times TMS and especially rTMS can be painful. This is in fact the most common side-effect of TMS. The intensity of pain experienced varies from subject to subject, depending on individual susceptibility, scalp location, coil design, intensity and frequency of stimulation. Patients and subjects should be warned that TMS may not be pleasant and may cause pain.

In a recent metaanalysis on the safety of TMS for depression (Loo et al., 2008), that took into account all sham-controlled studies reporting specifically side-effects, about 28% of patients experienced headache and 39% experienced pain or discomfort during active rTMS, compared with rates of side-effects of 16% and 15%, respectively after sham rTMS. Another review reported headache or neck pain as the most frequent (i.e., about 40% of cases) side effect of rTMS applied to non-motor areas (Machii et al., 2006). So, depending on the research question and design, this level of pain should also be matched in an active sham condition. Mimicking the cutaneous sensation experienced during rTMS has been a challenging aspect of developing an optimal sham condition (see Ruohonen et al., 2000; Lisanby et al., 2001; Sommer et al., 2006a; Rossi et al., 2007b; Arana et al., 2008). The cutaneous sensation is caused when rTMS stimulates scalp muscles producing a twitch in the scalp or upper face that can be uncomfortable for some, painful for others. However, this aspect in terms of safety is negligible.

In the clinical trials of TMS to date, only a small percentage of patients have discontinued treatment due to pain (<2%). Some researchers have studied options to reduce the painfulness of TMS treatment, including topical anesthetics (EMLA, Eutetic mixture of local anesthetics, cream), local injection of 1% lidocaine with or without epinephrine, and insertion of thin air-filled styrofoam pads (Bockart et al., 2008). There was no change in pain rating with the EMLA cream, only a 7% reduction with the foam pad, but a 50% reduction in pain intensity with lidocaine injection. However, in some subjects subsequent hypersensitivity occurred. One manufacturer has also developed a thin electric pad insert that is supposed to modify the TMS magnetic field and reduce pain. This system has been reported to fail once resulting in a minor burn to the patient (O’Reardon et al., 2007).

It is unclear exactly what causes the painfulness of TMS, although it is likely that trigeminal stimulation plays a role. TMS induced muscle contraction can be relevant, particularly away from the vertex. Neck pain is likely related to the forced posture and head immobilization during the rTMS session (Machii et al., 2006). Occasionally, neck pain can be associated with nausea after cerebellar stimulation (Satow et al., 2002).

In the majority of subjects/patients experiencing local pain during TMS, including toothache, the effect rapidly vanishes. Headache may occasionally persist, however, after TMS application; in this case, a common analgesic administered orally may be helpful. No migraine attacks have been described following rTMS, neither in normals nor in migraine patients who underwent rTMS applications as treatment (Brighina et al., 2004). It has been reported that the local painfulness of prefrontal rTMS declines over the first few days of daily treatment (Janicak et al., 2008; Anderson et al., 2009).

With this knowledge, some TMS treatment trials incorporate a ramping up algorithm, intentionally starting below target dose and gradually increasing this over the first week of treatment.

4.6. Cognitive/neuropsychological changes

4.6.1. Single or repeated trains applied for physiological or cognitive brain research

In the cognitive domain, TMS can produce desired (usually within the frame of the experimental design) and undesired, potentially long lasting, changes. In the former, TMS can make subjects perform better or worse on a given task, generally in the
form of percentage of correct responses, reaction time or signal detection measures. Such effects, which generally follow a single application of rTMS, can be produced by random neural noise or brain signal suppression (Harris et al., 2008), are small and, reasonably, do not raise particular safety issues (see Rossi et al., 2007c).

In several studies, certain cognitive tasks have been demonstrated even to be enhanced by rTMS revealing the potential of TMS-induced paradoxical functional facilitation (Theoret et al., 2003). Changes are reported to be small and only temporary, although the time-course has not been followed in detail in all studies. The mechanisms of cognitive enhancement are not understood and remain an intriguing area of research. With the caveat that observation in the motor system may not be applicable to other domains of behavior these mechanisms may include local enhancement of neuronal excitability (changes of intracortical inhibition, ionic membrane conductance, changes of synaptic efficacy) and network effects (release of remote inhibition, change of balance). Indeed, rTMS applied to Wernicke's or Broca's area led, respectively, to inhibition or facilitation of language (Dräger et al., 2004). The same subthreshold rTMS protocol applied to the same prefrontal brain regions have led to facilitation of action naming in one study (Cappa et al. 2002) and inhibition of episodic memory in others (Rossi et al., 2001, 2004a,b, 2006). These observations suggest that the same protocol may induce opposite effects in slightly different circumstances, and that no extrapolation may be made from one cortical region to another or from one cognitive function to a related one.

We performed a survey of the studies that have used TMS trains to interact with task performance in cognitive science from 1999 to December 2008. In these protocols, short trains of a few hundreds of ms are applied online to task performance on the sub-trial level (usually aligned to trial onset), in order to cover much of the time-interval between sensory input and motor output in which task-related cognitive processing is expected to occur. These protocols have been interchangeably referred to, for instance, as online rTMS interference approach, or triple-pulse TMS for trains of three pulses, among other nomenclature. We propose to use the operationally defined terminology of online rTMS interaction protocols.

These protocols have been widely employed in healthy volunteers without side-effects, following the publication of the previous 1998 safety guidelines (Wassermann, 1998) and after screening via the safety questionnaire to eliminate contraindications (see Section 7.5). This has resulted in a large collection of empirical data for TMS applications beyond single-pulse, double-pulse and 1-Hz TMS in psychology and cognitive sciences (see Supplemental material, Table S3).

Over the last 10 years, 4 Hz- to 25 Hz-trains have been tailored to cover usually 0.1–1 s and exceptionally up to 30 s of task performance. More than 50 studies used 10 Hz, more than 20 have employed 20–25 Hz and more than 10 studies used 4–9 Hz. Parameters to consider for designing experiments are the duration of the TMS-train, the stimulation rate (in Hz), the inter-train interval and the number of trials within the experiment (summarized in Supplemental material, Table S3). For safety aspects, the combination of parameters is important, with short train durations and long inter-train intervals carrying less risk (Table 3).

The most frequently used parameter-combination for 10 Hz protocols has been 5–6 pulse-trains for 400–500 ms, applied with a mean inter-train interval of 3.2 s over an average of 250 trials. The most frequently used parameter-combination for 20–25 Hz protocols has been 10–11 pulse-trains for 400–500 ms, applied with a mean inter-train interval of 17.1 s over an average of 80 trials. Parameter combinations for 4–9 Hz applications have been more variable. Applications with longer train durations (>500 ms) have been used with 4–20 Hz without side-effects (see Table 3). For 10 Hz protocols, those that applied the highest number of pulses within a train (n = 30 for 3 s), also employed long inter-train intervals (10–12.5 s; see Supplemental material, Table S3), as was the case for 20–25 Hz application (n = 20 pulses for 1 s, at least 10 s inter-train interval; Supplemental material, Table S3).

To avoid possible side-effects also in the future and to remain within safe margins, future studies using the online interaction protocols could design their parameters to fall within the range summarized here (Table 3, see also Supplemental material, Table S3).

4.6.2. rTMS for therapy

Possible hazards regarding long-lasting cognitive changes are related to the cumulative effects of repeated sessions of rTMS, in the frame of therapeutic applications for neurological and, mainly, psychiatric diseases. Two recent articles examined extensively this issue: in a meta-analysis of 173 papers published from January 1998 to December 2003 (more than 3000 subjects/patients) that reported application of rTMS to non-motor areas, side-effects vaguely related to cognition included excessive tiredness, concentration difficulties, memory difficulties and were reported to be mild, transient and to be "very rare" (see Table 4 of Machii et al., 2006).

Another comprehensive review of sham-controlled rTMS studies in major depression identified 39 studies (more than 1200 patients overall), of whom 12 reported cognitive improvement. In 3 studies at least 1 cognitive test deteriorated, among vast batteries of cognitive examinations, while improvements were noted in other tests (Loo et al., 2008). Therefore, unequivocal unintentional cognitive deterioration has not been noted in any studies.

One issue particularly relevant to studies of psychiatric patients is mood changes (Loo et al., 2008). Even when such changes were induced in patients, no correlation emerged between mood and cognitive performance.

While most studies have focused on static cognitive functions, others have shown that rTMS may modulate the acquisition of new skills or memory. rTMS-induced changes have been found to last in the order of several tens of minutes maximally. However, the possibility of very-long (>24 h) lasting stimulation-induced cognitive changes cannot be entirely excluded.

Cognitive function was additionally assessed in one large multicenter sponsored study examining the effect of rTMS (120% MT, 10 Hz, 3000 pulses, maximal number of total pulses 216,000) in 325 patients with major depression by three different tests (Mini Mental State Examination, Buschke selective reminding test, Autobiographical memory interview). No cognitive changes were noted (Janicak et al., 2008). In another recent study, massed application of max 38,880 magnetic pulses over 1 week did not lead to cognitive changes (Anderson et al., 2006). However, absence of cognitive

Table 3

<table>
<thead>
<tr>
<th>rTMS frequency</th>
<th>Number of studies</th>
<th>Average train duration</th>
<th>Average inter-train interval</th>
<th>Average number of trials</th>
</tr>
</thead>
<tbody>
<tr>
<td>4–9 Hz</td>
<td>&gt;10</td>
<td>Variable (see Supplemental material, Table S3)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>10 Hz</td>
<td>&gt;50</td>
<td>5–6 pulse-trains for 400–500 ms</td>
<td>3.2 s</td>
<td>250</td>
</tr>
<tr>
<td>20–25 Hz</td>
<td>&gt;20</td>
<td>10 pulse-trains for 400–500 ms</td>
<td>17.1 s</td>
<td>80</td>
</tr>
</tbody>
</table>

changes must not be taken as evidence of absence of changes in neuronal function. Experiments using functional imaging and dual-site TMS have revealed unequivocal evidence of extremely rapid plasticity (e.g., O’Shea et al., 2007), which may mask local interference effects.

As emphasized already, one issue particularly pertinent to rTMS-protocols in therapeutic sessions is the question of whether multiple sessions, performed within a short time span such as over 1 week, will lead to cumulative effects. In the visuo-spatial domain, such phenomena have been demonstrated in cats (Valero-Cabré et al., 2008), when rTMS stimulations were applied on a daily basis, whereas previous studies with rTMS sessions spaced apart by 48 h failed to produce such effects. Studies in the motor system in humans have reported a similar phenomenon, demonstrating that cumulative effects have to be considered in humans also (Lomarev et al., 2006).

Among the “new” protocols of brain stimulation such as TBS, QPS and PAS, only the former has been used to intentionally modulate cognitive capacities. Its efficacy to induce cognitive changes appears to be somewhat weaker than 1-Hz rTMS, at least in the motor cortex (Mistry et al., 2007), although both protocols were not compared head-to-head in the same study. The duration of TBS-induced cognitive changes does not appear to differ substantially from 1-Hz rTMS and lies in the range of several tens of minutes. However, further studies on this issue are needed.

The methodology used for the application of rTMS is such that it may easily induce a placebo effect in some patients. This effect, as it is the case with other medical interventions, may add to the effects induced through activation of neural structures and may contribute to the subjective feeling of improvement in some instances. Although many studies included sham-stimulation as control, there is nowadays no guarantee that a true sham-rTMS condition is available and, therefore, the relative size of the placebo effect may be difficult to determine in any rTMS treatment. This is likely to be more difficult when testing functions depending on subjective assessment than when testing quantifiable changes (Fregni et al., 2006a,b).

4.7. Acute psychiatric changes

Treatment-emergent mania has been reported for low and high frequency rTMS in patients with uni- and bipolar depression (Xia et al., 2008) after stimulation of the left prefrontal cortex. Although single cases suggest a causal relationship between rTMS and mania, the overall rate (13 cases) across 53 randomized controlled studies in depression appears to be low (0.84% mania for active rTMS vs. 0.73% for sham rTMS) and even below natural switch rates in patients with bipolar disorders receiving mood stabilizers (2.3–3.45%) (Xia et al., 2008).

Similarly, cases of rTMS induced psychotic symptoms, anxiety, agitated suicide ideation and insomnia (Zwanzger et al., 2002; Janicak et al., 2008) have been reported, but it is unknown whether these occur at higher rates compared to the natural course of disease being treated or associated with other interventions. Psychotic symptoms and suicidal ideation have been never described in normal subjects during or after rTMS.

In all the above cases the psychiatric side effects induced by rTMS were transient, with a spontaneous resolution after TMS cessation or promptly controlled by pharmacological treatment. Nevertheless, patients with depression undergoing rTMS should be informed about the unlikely possibility of developing such acute side effects depending on type and severity of disease.

In 24 normal subjects who underwent different TBS protocols to dorsolateral and medial prefrontal cortex no mood changes were noted (Grossreinich et al., 2009).

Whereas these acute side effects are relatively well characterized, there is no systematic research on cumulative side effects which may occur when cumulative “therapeutic” aftereffects are expected, with the exception of one sponsored study that did not document late-appearing adverse events for up to 6 months after the acute clinical benefit (Janicak et al., 2008).

4.8. Other biological effects possibly related to safety concerns

4.8.1. The need of animal models

Given the increase in TMS use in neuroscience research and progressive mainstream spread of TMS-based-therapeutic approaches, the use of adequate animal models to pre-assess acute and long-term safety would be extremely valuable. A useful animal model needs to allow for the combination of a precise and reliable stimulation method with monitoring tools of high spatial and temporal resolution to capture the physiologic impact. Monitoring methods of high spatial resolution include metabolic/pharmacologic labeling, optical imaging, and high-field fMRI. Monitoring methods of high temporal resolution are field- or single-unit electrophysiological recording. Ideally, both of these types of monitoring methods should be combined and applied simultaneously. Furthermore, an ideal animal model should allow for the exploration of the behavioral correlates of the stimulation in the awake freely moving animal. A pre-existing knowledge on the anatomical connectivity between regions and the effects of other types of brain manipulation in the same regions, such as lesion studies, pharmacologic deactivations, microstimulation or cooling deactivations is obviously helpful in the interpretation of the results.

Rodents, felines, and in a very limited fashion non-human primates have been all used in TMS studies aimed at understanding the physiology underlying its effects. However, the ratio between head size and coil size remains the main issue precluding an easy interpretation and transferability of animal results into human applications, since the induced current density distribution and the spatial selectivity of the impact is strongly affected by the thickness and size of the brain (Post and Keck, 2001). This is particularly critical for rodent models, in which spatially selective repetitive stimulation of specific neural networks requires specially designed smaller TMS coils (Luft et al., 2001). The use of standard coils, like in early studies, raises two types of problems. The first one is a loss of stimulation specificity, and in most cases the whole brain or even the body of the animal is stimulated with the risk of inducing irrelevant results. Second, and most important, is that the efficiency of magnetic stimulation is drastically reduced in smaller brains (Weissman et al., 1992) since rTMS-induced current depends, besides brain size, by conductivity of brain structure. Therefore the direct comparison based only on frequency and intensity of stimulation used in some animal studies may not be valid for humans.

The issue of brain tissue heating due to TMS has been addressed in Section 3 of the current manuscript. As reviewed by Post and...
Keck (2001) concerning possible hazardous effects of rTMS at the structural and cellular level in the brain, Matsumiya et al. (1992) reported microvascular changes in the neuropil portion of cortical layers 2–6 in rats stimulated with 2.8 Tesla for at least 100 stimuli, but these may have resulted from TMS-induced head jerking or may even represent freezing artifacts. In contrast, Sgro et al. (1991) did not detect significant morphological changes in the various rat brain regions after rTMS for at least 10,000 stimulations with 3.4 Tesla, nor did Counter (1993) after chronic low frequency TMS (2.0 Tesla; 1000 stimuli) of rabbit brains. The safety of chronic rTMS was recently evaluated in vivo by using localized proton magnetic resonance spectroscopy and post mortem histological analysis (Liebetanz et al., 2003). In this study, conscious rats were treated with a daily suprathreshold rTMS regimen of 1000 Hz stimuli applied on 5 consecutive days in comparison with control animals receiving TMS over the lumbar spine. Spectroscopy did not reveal any change of N-acetyl-aspartate, creatine and phospho-creatin, choline-containing compounds, myo-inositol, glucose and lactate after chronic rTMS. Similarly to the in vivo results, post mortem histology revealed no changes in microglial and astrocytic activation after rTMS (Liebetanz et al., 2003).

A study of the neuroanatomical effects of chronic exposure to high dosages of rTMS given at convulsive levels (50 Hz, 8 s trains, 100% maximal stimulator output, for 5 weeks) to rhesus macaques revealed no evidence of neuropathological damage (Dwork et al., 2004).

4.8.2. Endocrine after-effects

An important safety aspect of rTMS (and a potential factor explaining part of its physiological effects), is the response of hormones of the hypothalamic-pituitary axis such as prolactin, thyroid-stimulating hormone (TSH), follicle-stimulating hormone (FSH) and cortisol. Some studies have addressed this issue and in general most of them, which were not controlled and without a placebo condition, showed no impact of the stimulation on the plasma levels of central hormones except a decline of prolactin during the study procedure (Bridgers and Delaney, 1989; Wassermann et al., 1996). In one study on 10 healthy volunteers, George et al. (1996) observed an increase of TSH after rTMS of frontal cortex with all other hormones remaining unaffected. Transient increase of TSH release was subsequently reported in a double-blind study on 14 medication-free subjects with major depression who received individual sessions of either active or sham rTMS (left prefrontal cortex, 10 Hz, 100% of MT, 20 trains over 10 min) (Szuba et al., 2001).

Evers and associates have looked at the impact of rTMS on neuroendocrinological serum levels by a placebo-controlled cross-over study (Evers et al., 2001a,b). rTMS was employed in a typical paradigm used in the treatment of depression (coil placed over left dorsolateral prefrontal cortex, 10 and 20 Hz stimulation). Placebo, infrathreshold, and suprathreshold stimulation were applied in random order. The serum levels of cortisol, prolactin, FSH, and TSH were measured before and after stimulation. After infrathreshold stimulation, cortisol and TSH serum levels decreased mildly, but significantly. All other stimulations had no significant impact on hormone levels. Considering that cortisol and TSH are released in stressful situations the decrease of these hormones suggest a relaxing effect by this type of rTMS in healthy subjects.

Neuroactive steroids progesterone, 3alpha-5alpha-tetrahydroprogesterone, 3alpha-5beta-tetrahydroprogesterone, 3beta-5alpha-tetrahydroprogesterone and dehydroepiandrosterone were quantified in 37 medication-free patients suffering from a major depressive episode before and after 10 sessions of left prefrontal rTMS (Padberg et al., 2002). Plasma concentrations of these neuroactive steroids were not affected by rTMS and not related to the beneficial clinical response.

4.8.3. Histotoxicity

Studies addressing structural changes in humans are few. A study of a resected human temporal lobe that had been exposed to rTMS revealed no histopathological changes (Gates et al., 1992). Imaging studies have not shown structural changes after rTMS treatment (Nahas et al., 2000). Diffusion-weighted MRI, which is particularly sensitive to brain tissue damage, has been used to investigate rTMS-induced structural changes, but at the moment with inconsistent results (see Li et al., 2003; Mottaghy et al., 2003; Duning et al., 2004). More recently 1 Hz rTMS delivered to the superior temporal cortex daily for 5 consecutive days was found to induce bilateral gray matter changes in the auditory cortex (May et al., 2007). However, the significance of these changes remains unclear. First, the findings resolved within a few days of follow-up. Second, from a methodological point of view, increased thickness of the gray matter may have represented expansion of extracellular fluid and blood flow. Although the interpretation of these few studies remains uncertain, it seems reasonable that investigators and patients should be aware of the possibility of cumulative side effects, but further morphometric studies are obviously desirable.

4.8.4. Effects on neurotransmitters

Repetitive TMS can acutely affect several neurotransmitters. More studies are needed to fully understand such effects and assess their potential relevance for the mechanisms of action and safety of TMS.

Frontal lobe stimulation at 20 Hz induced a marked increase of dopamine in the hippocampus (Keck et al., 2000). rTMS of the left dorsolateral prefrontal cortex caused a reduction in [(11)C]raclopride binding in the left dorsal caudate nucleus compared with rTMS of the left occipital cortex indicating increased dopamine release (Strafella et al., 2001). Theoretically, these acute effects on dopaminergic system may induce some beneficial effects on parkinsonian symptoms (Lefaucheur et al., 2004) or psychiatric side effects, like acute mania, particularly in patients with pre-existent abnormalities in the frontal-parietal circuits.

Stimulation of the left dorsolateral prefrontal cortex (20 Hz, 20 min/day) may affect cortical glutamate/glutamine levels, not only close to the stimulation site, but also in remote (right dorsolateral prefrontal cortex, left cingulate cortex) brain regions (Michael et al., 2003). Acute 10 Hz rTMS of the left dorsolateral prefrontal cortex may modulate tryptophan/5-HT metabolism in limbic areas in normal subjects without inducing behavioral changes (Sibon et al., 2007).

There are preliminary data showing that high frequency rTMS (20 Hz) may activate c-fos transcription (a marker of neuronal activation) in neurons in layers I–IV and VI of parietal cortex and in few neurons of the hippocampus (Hausmann et al., 2001). Investigations on the long-term effects of rTMS treatments are under way.

Recently, Alagona et al. (2009) suggested that both 1 Hz and 20 Hz delivered by a round coil on the vertex for 15 min (900 and 18,000 stimuli, respectively) at 90% of resting MT induced increased blood levels of lactate of central origin, probably released by astrocyte activity, whose significance is still uncertain. Moreover, it is unclear how round coil heating during 15 min of 20 Hz stimulation (a combination that exceeds safety guidelines) was prevented in this study. When repeating this paradigm with an ice-cooled standard round coil the stimulator stopped due to overheating after 3000 stimuli (technical experiment without application of the protocol in human subjects, H. Rothkegel and W. Paulus, personal communication).

4.8.5. Effects on the immune system

There are several lines of evidence suggesting a lateralized cortical regulatory influence on immune function in humans: left
hemisphere stimulation can increase whereas right hemisphere stimulation can decrease circulating lymphocyte numbers. In addition, crude lesions of the right or left neocortex of rodents has been shown to induce opposite effects on mitogen-induced lymphoproliferation, natural killer cell activity, macrophage activation and interleukin-2 production (Neveu et al., 1989). Nevertheless there are only few papers which have addressed the after-effects of rTMS on immune system, and there are no definite influences that are well accepted at this time. TMS has been used to investigate asymmetrical cortical regulatory influences on one aspect of immune function: secretion of the antibody immunoglobulin A (S-IgA) into saliva. An increase of S-IgA was apparent following left but not right hemisphere stimulation (Clow et al., 2003). Studies on the impact of rTMS on immune function could have potential relevance for the safety of rTMS and warrant further investigation.

4.8.6. Autonomic function

Only few papers have looked at the aftereffects of rTMS on autonomic system, despite the fact that many brain areas are implicated in blood pressure, breathing characteristics and heart rate control (see Filippi et al., 2000), and that such effects of rTMS could have obvious safety implications.

Repetitive TMS over several scalp positions (500 ms, 20 Hz, 70–90% of max output) can induce a short lasting increase in heart rate and blood pressure (Foerster et al., 1997). In another study it was shown that rTMS at a low rate can influence autonomic function, evaluated by heart rate variability (Yoshida et al., 2001). This was not the case following acute 10 Hz rTMS of the left dorsolateral prefrontal cortex (Sibon et al., 2007).

Udupa et al. (2007) treated a group of 27 depressed patients by rTMS of the left PFC with 12 sessions (10 trains of 10 s, 15 Hz, 60 s inter-trial interval, 100% MT) of stimulation over a 2-week period, for a total of 18,000 stimulations. Heart rate variability measures indicated that rTMS produced significantly greater reduction than serotonergic agents (taken by a second group of 25 patients) in the sympathetic/parasympathetic ratio, suggesting improvement in sympathovagal balance. No deleterious effects were noted.

A recent study has investigated the effect of rTMS on cerebral hemodynamics, which might be modified by an effect on autonomic control. Twenty-nine healthy subjects were randomly assigned to real (19) or sham 17-Hz rTMS, applied on primary motor cortex of the dominant hemisphere. All subjects underwent Transcranial Doppler of the middle cerebral arteries to evaluate mean flow velocity and vaso-motor-reactivity (VMR) before (baseline) and within 10 min following rTMS. Four subjects underwent further VMR evaluations at 2, 5 and 24 h after rTMS. As a control condition, 10 subjects underwent sham rTMS on calcarine cortex. In addition, five acute stroke patients underwent five daily rTMS sessions on the affected hemisphere mimicking a therapeutic trial. Following real rTMS on motor and calcarine cortex VMR decreased significantly in both hemispheres, while no change was observed after sham rTMS. VMR tended to remain lower than baseline for 5 h. Cerebral VMR decreased independently of the stimulated side also in the patients' group. It was concluded that rTMS can reduce cerebral VMR, possibly as a secondary effect on autonomic control of cerebral hemodynamics (Vernieri et al., 2009). This observation should be taken into account when applying rTMS protocols in acute stroke patients.

5. Considerations on patient selection

The following paragraphs include several issues that should be taken into account (and should be developed in terms of future specific research) before planning a therapeutic course with rTMS, as well as pathophysiological group studies in patients.

To understand the special safety and ethical issues presented by therapeutic applications of TMS, it is important to consider the potential impact of the neurological or psychiatric illness under treatment, the impact of concomitant treatments, and the chronicity of exposure. Applications of TMS in patients populations differ from basic neuroscience applications in that the subject receiving the TMS has an existing neurological or psychiatric illness, and is likely to be receiving concomitant treatments with a range of CNS acting medications (e.g., antidepressants, antipsychotics, anxiolytics, analgesics, anconaualtants) that may affect the action of TMS and affect seizure risk.

5.1. Illness-stimulation interactions

The manifestations, symptoms, and disability of an illness represent a combination of stable traits and variable state features that may alter the action of TMS. The effects of TMS will likely vary if applied in the acute phase of the illness or for relapse prevention following recovery.

Since effects of rTMS are dependent on the state of activation of the targeted cortex (see Section 5.4), it is salient to consider the effect of the illness on the basal level of activation of the targeted cortex. For example, depression causes alterations in functional activation of the dorsolateral prefrontal cortex (often decreases, though there is significant individual variation in the laterality and direction of these effects). Kimbrell et al. (1999) found the basal level of activation in dorsolateral prefrontal cortex to predict the likelihood of therapeutic response to rTMS to that region. Such relationships might be expected not only for therapeutic effects but also for side effects. Given that rTMS exerts trans-synaptic effects, the impact of illness on functional connectivity may be expected to influence the degree and nature of these distal effects. Studies have shown rTMS to exert neuroplastic effects hypothesized to be mediated via homo- or hetero-synaptic plasticity, depending upon the paradigm used. Illnesses that alter the neurochemistry underlying the acquisition of plasticity (e.g., altered glutamatergic function in schizophrenia) may be expected to alter the response to rTMS. Indeed, Fitzgerald et al. (2004) found schizophrenic patients to show an abnormally dampened neuroplastic response to 1 Hz rTMS.

Other potential interactions between illness and stimulation include illness-specific side effects (such as increased risk for mania in bipolar patients, or increased risk of seizure in the presence of cerebrovascular lesions). Clinical populations typically have comorbid diagnoses that may further confound the expected effects (and side-effects) of stimulation.

A special risk is occult substance abuse or dependence (alcohol, caffeine, drugs) conditions associated with altered seizure risk. Finally, structural brain changes related to the underlying pathology (e.g., brain atrophy in dementing illnesses) may alter the current distribution and thus influence the effects and safety of TMS (see Section 2.2).

5.2. Interactions between concomitant treatments and rTMS

Clinical populations may be expected to be receiving other forms of therapy, such as psychotherapy, neurorehabilitation, and medications. Typically psychotherapy would be administered remotely from rTMS exposure; however, the potential impact of simultaneous delivery on response and side effects is relatively unexplored. The potential of rTMS to prime response to neurorehabilitation is being examined in cerebrovascular disease.

However, the primary safety concern for an interaction between rTMS and concomitant treatment is centrally acting medications. Several antidepressants and neuroleptics increase seizure
risk (see the following section), while anticonvulsants lower it (see Section 4.2). Patients may be on a combination of agents with synergistic or opposing effects on seizure risk. The net effect on seizure risk of rTMS in such cases has not been systematically studied.

5.3. Drugs which are potential hazards for rTMS

Intake of or withdrawal from certain central nervous system (CNS) active drugs lowers seizure threshold. The actual risk for seizure induction may depend on additional, not yet fully explored, factors such as drug dose, speed of dose increase (or decrease), and combination with other CNS active drugs. As discussed in Section 4.3, the majority of reported rTMS-induced seizures have occurred in subjects/patients on drugs with seizure threshold lowering potential. We provide a list of drugs that, on the basis of the current knowledge, form strong or simply relative hazards for the use of rTMS. These lists are by no means meant to be complete and may be amended whenever further knowledge becomes available:

1. Intake of one or a combination of the following drugs forms a strong potential hazard for application of rTMS due to their significant seizure threshold lowering potential: imipramine, amitriptyline, doxepine, nortriptyline, maprotiline, chlorpromazine, clozapine, fluscarin, ganciclovir, ritonavir, amphetamines, cocaine, (MDMA, ecstasy), phencyclidine (PCP, angel’s dust), ketamine, gamma-hydroxybutyrate (GHB), alcohol, theophylline. In these cases rTMS should be performed, when required, with particular caution.

2. Intake of one or a combination of the following drugs forms a relative hazard for application of rTMS due to their significant seizure threshold lowering potential: mianserin, fluoxetine, fluvoxamine, paroxetine, sertraline, cilopram, reboxetine, venlafaxine, duloxetine, bupropion, mirtazapine, fluphenazine, pimozide, haloperidol, olanzapine, quetiapine, reboxetine, venlafaxine, bupropion, mirtazapine, fluoxetine, paroxetine, sertraline, amitriptyline, doxepine, nortriptyline, maprotiline, mianserin, fluoxetine, fluvoxamine, reboxetine, amitriptyline, doxepine, nortriptyline, maprotiline, chlorpromazine, clozapine, fluscarin, ganciclovir, ritonavir, amphetamines, cocaine, (MDMA, ecstasy), phencyclidine (PCP, angel’s dust), ketamine, gamma-hydroxybutyrate (GHB), alcohol, theophylline. In these cases rTMS should be performed, when required, with particular caution.

3. Withdrawal from one of the following drugs forms a strong relative hazard for application of rTMS due to the resulting significant seizure threshold lowering potential: alcohol, barbiturates, benzodiazepines, meprobamate, chloral hydrate. In instances when withdrawal of these medications is clinically or scientifically indicated, rTMS should be performed, if required, with caution.

4. There is no literature available yet concerning drugs and the risk of seizure during novel patterned rTMS protocols.

5.4. State-dependency of rTMS effects

A growing number of studies indicate that TMS-effectiveness strongly depends on the state of neuronal activation in the targeted brain region at the time of stimulation (see Silvanto and Pascual-Leone, 2008). Such state-dependent effects are relevant when considering the specificity and focality of TMS, and obviously can potentially lead to relevant safety consideration. Many variables may theoretically contribute, alone or in combination, to change the pre-TMS level of neuronal activity, thereby changing the resulting TMS effects and risks: menstrual cycle (Smith et al., 1999; Ingmilleri et al., 2005), age (Rossini et al., 1992, 2007), level of anxiety or mood, sleep deprivation, occult substance abuse, thickness of skull layers or brain atrophy, which may additionally superimpose—in endless combinations—to disease-related variables and concurrent therapies, as stated in previous paragraphs. It probably matters even what subjects and patients do before exposure to TMS/rTMS, as the effects of the stimulation may be modified.

The basal level of neuronal activity, and in turn of brain reactivity to rTMS, may be further modified both in healthy subjects and patients by transcranial pre-conditioning procedures (i.e., priming) (Iyer et al., 2003; Siebner et al., 2004; Lang et al., 2004), making the resulting effect of rTMS different in term of effect size and even effect direction.

Thus, risks for potential side effects of rTMS applications can theoretically differ between healthy male and female participants and between patients with various diseases, but even across individuals and within individuals over time. There are still no studies specifically addressing the combination of several of the above factors for safety, and further investigations in this sense are warranted. Neuropsychological monitoring for subjects/patients undergoing conventional or patterned rTMS application following not yet explored paradigms of pre-conditioning is desirable.

5.5. TMS in pediatrics

Published data from more than 80 studies include reports of TMS applied to about 800 normal and more than 300 neurologically abnormal children, the vast majority (>95%) receiving either single-pulse or paired-pulse TMS (Frye et al., 2008). Serious adverse events have not been reported in these studies, suggesting that single- and paired-pulse TMS in children is a minimal risk procedure (Gilbert et al., 2004). Yet, TMS safety in pediatrics requires special consideration since developmentally-regulated changes in the CNS may affect susceptibility to TMS-related adverse events. An exhaustive list of developmental changes that may in principle affect TMS safety in children is beyond the practical scope of these guidelines. However, some tangible developmental processes are likely to play a role in pediatric TMS safety: among these are (i) maturation of cortical excitability, (ii) closure of the fontanelle, and (iii) growth of the external auditory canal. We consider these and the relevant pediatric age subgroups as follows:

**Maturation of cortical excitability.** A characteristic of the neonatal brain is markedly enhanced cortical excitability relative to older children, due to several developmentally-regulated factors. Among these are increased synapse and dendritic spine density, immaturity of intracellular chloride homeostasis leading to depressed inhibition (indeed γ-aminobutyric acid (GABA) can be an excitatory neurotransmitter in the immature brain), and increased calcium-permeable α-aminomethyl-5-methyl-4-isoxazole-propionate (AMPA) receptor expression leading to enhanced excitation and potential for excitotoxicity. The immaturity of the inhibition/excitation ratio is evident in the preterm, and peaks before age 1 year. With this increased excitability there is also increased vulnerability to seizure (Silverstein and Jensen, 2007) in the young brain. As a further complication, MT may be higher in the very young children (Frye et al., 2008), and this may equate to increased machine output and greater amplitude electrical activation of the immature brain. Thus, as currently data are lacking, the risk of TMS-induced seizure and potential for excitotoxic injury should be considered especially in the neonate.

(i) **Closure of the fontanelle.** From birth until approximately 18 months of age, most children continue to have an open fontanelle. This may necessitate special care when placing the coil to avoid mechanical injury. Further, the potential effects of an open fontanelle on the distribution induced electrical field should be considered.

(ii) Growth of the external auditory canal. Also related to skeletal growth is the relative small caliber and length of the external auditory canal in young children, particularly in neonates. Although the external ear and auditory canal grow throughout childhood, the small external canal volume in early life results in a higher resonance frequency of the external ear from birth until age 2 years when asymptotic values are reached (Kruger, 1987). This theoretically may lead to an increased susceptibility to acoustic injury by high amplitude and high frequency noise. Hence, special care must be taken to protect hearing when applying TMS to children.

Given the available data and the above-mentioned concerns, we cautiously conclude that single-pulse and paired-pulse TMS in pediatrics is safe for children two years and older. For children younger than two years, data about risk for acoustic injury are not available, and therefore specialized hearing protection may be required. Also, for children age one year and younger, safety data are not available, and will have to be obtained. Finally, in absence of an appreciable volume of data on the potential for adverse effects with rTMS, we maintain the previous guideline that children should not be used as subjects for rTMS without compelling clinical reasons, such as the treatment of refractory epilepsy or particular psychiatric conditions.

5.6. TMS in pregnancy

Magnetic fields attenuate rapidly with distance, so it seems unlikely that the fetus might be directly affected by TMS. Currently, there are anecdotal reports of pregnant women who underwent successful rTMS treatment for depression, and no side effects to the child were reported (Nahas et al., 1999; Klirova et al., 2008). Nevertheless, a conservative view of the use of rTMS in pregnancy might consider to balancing the risk/benefit ratio for each single case.

For clinical routine use of TMS, direct stimulation on the lumbar spine should be avoided in pregnant women, unless diagnostic compelling reasons are present.

Pregnant women acting as TMS operators should conservatively stay at least 0.7 m away from the discharging coil (see Section 3.6).

6. Considerations on dosing TMS

In addition to the 4 key parameters that define rTMS trains (intensity, frequency, train duration, and inter-train interval), the repeated application of rTMS introduces additional dosing parameters that describe the cumulative exposure to rTMS. These include total pulses per session, sessions per day, days per week, weeks per acute course, and maintenance frequency. Many other emerging variables, besides coil type (see paragraph 1.3), which are addressed in the following paragraphs, should be considered for future safety investigations.

6.1. Motor threshold (MT), phosphene threshold (PT) and other procedures of stimulation

The minimal intensity required to elicit an EMG response of at least 50 μV with 50% probability in a fully relaxed muscle (Rossini et al., 1994) is the resting motor threshold (MT). Most of the published studies refer to this classical method for the individualization of the intensity of stimulation (Rossini et al., 1994), even when brain regions outside the motor cortex are targeted, although relationships between the excitability of the motor cortex and other brain regions are not obvious.

Phosphenes threshold (PT) is more appropriate to individualize the intensity of stimulation when targeting visual areas, and consists in the minimal intensity required to induce a phosphen in the contralateral visual hemifield (Marg and Rudiak, 1994). PT is a psychophysical measure that does not correlate to MT (Stewart et al., 2001) although a correlation has been described under certain circumstances (Debieck et al., 2008). It is a common experience that while MT can be easily determined in the vast majority of subjects, the determination of PT may not be obtainable in half of the subjects, and often requires the use of double pulse stimulation (Ray et al., 1998; Boroojerdi et al., 2000).

MT has been performed by visual twitch in some large clinical trials. If precise determination of MT is important, we suggest to avoid this procedure in all future therapeutic studies, since it overestimates the minimal intensity required to activate the motor cortex (due to the lack of monitoring the EMG silence in the target muscle), thereby increasing potential hazards. In addition, it introduces the uncontrolled variable of observer reliability. If MT is measured, it is preferable to use EMG measurements, until future comparative studies definitely determine whether or not a measurable incremental risk actually exists for therapeutic rTMS applications carried out with the visual twitch method. Only 80% of participants to the consensus meeting questioned the scientific reliability of the visual twitch method, so a full consensus was not reached in regards to this topic.

The relationship between MT, PT and the threshold for TMS activation of other non-motor areas is not known. Nor is it known how illness or concomitant medications may affect that relationship. Therefore, it may be reasonable to consider alternative methods to individualize the intensity of stimulation (e.g., relation to PT or parametric relation to a given index cognitive task). Ultimately, individualized calculations of the induced current density would be desirable, but this is not readily available currently. Realistic head models can provide such measurement. While not all investigators and clinicians may have access to mathematical modeling and computational tools, studies should provide all needed information to allow for eventual calculation of induced currents: coil position, coil orientation, coil geometry and material, current over time, and all available subject data (ideally including brain imaging studies). Knowing current density distribution is a necessary, but not sufficient measure to determine biological, behavioral, and safety effects.

One issue that has been addressed regarding the use of MT to dose non-motor areas is the coil-to-cortex distance. Distance adjustment has been used to compensate for increased coil-to-cortex distance over prefrontal areas, and has been posited to be an important dosing adjustment to adequately dose patients with atrophy (Kozel et al., 2000). This is not an unreasonable procedure with current knowledge. However, the increased distance between coil and brain is filled by tissues of variable conductivity and permittivity, that may alter the current flow and thus more complex modeling of the induced currents, rather than a simple adjustment of TMS intensity for distance may be needed (see Section 2.2 for detailed discussion of these issues).

6.2. Newer dosing paradigms of rTMS interventions

Clinical trials in psychiatric patients have typically used low (1 Hz) or fast (5–20 Hz) frequencies, however newer dosing paradigms are under investigation including: the sequential application of 5 Hz followed by 1 Hz to the same cortical target (priming) (Iyer et al., 2003), the sequential application of high frequency to the left prefrontal cortex followed by low frequency to the right prefrontal cortex (Fitzgerald et al., 2006), simultaneous application of high frequency to bilateral prefrontal sites (Loo et al., 2003), TBS (intermittent or continuous), and repetitive paired associative stimulation.
(PAS). Given the clinical interest in examining more complex frequency dosing paradigms, it would be important to characterize the safety profile of such strategies.

Less commonly considered parameters of stimulation concern the characteristics of the pulse itself. rTMS stimulators typically deliver biphasic magnetic waveforms while single-pulse stimulators tend to generate monophasic pulses. These pulses differ in their efficiency in neuronal depolarization. There is recent evidence that monophasic pulses applied repetitively are more efficient in altering cortical excitability (Sommer et al., 2006b; Arai et al., 2005, 2007). This would suggest that safety guidelines would need to be established separately for monophasic rTMS devices. Newly developed controllable pulse TMS (cTMS) circuit topologies have been designed to control other pulse characteristics, including pulse shape (rectangular rather than sinusoidal), pulse width, and degree of bidirectionality (Peterchev et al., 2008). These features are also likely to affect efficiency of depolarization and also potentially side effects.

6.3. Targets

The majority of clinical trials have examined single cortical targets. Each target may be expected to have a distinct set of potential side effects given the functional specialization of the cortex and differential trans-synaptic effects. Seizure risk also varies by site. The motor cortex is one of the most excitable brain regions, and, therefore, patterns of stimulation that are safe there are likely to be safe elsewhere. An additional issue is that neurological and psychiatric illnesses are thought to result from distributed networks. A few studies have sought to enhance therapeutic effects by targeting 2 sites, sequentially or simultaneously, with varying degrees of success. The safety of simultaneous multi-site stimulation would need to be carefully examined since this would greatly increase the volume of stimulation and the simultaneous rhythmic stimulation of multiple sites presents epileptogenic potential.

6.4. Devices

Devices typically used for therapeutic applications are capable of delivering rTMS with frequencies of 1–20 Hz. Some newer models also provide operator assistive software to facilitate MT determination in the clinical setting. Recently developed devices have an expanded parameter range (in some cases up to 240 Hz) to enable TBS and the induction of therapeutic seizures under anesthesia (Magnetic Seizures Therapy), a topic not covered in the present guidelines. The expanded range of these devices introduces the chance of operator error (e.g., accidental administration of a seizure inducing dosage in an unanesthetized subject) and thus careful precaution procedures need to be implemented.

6.5. Coil navigation systems

The vast majority of clinical trials targeting the dorsolateral prefrontal cortex in depression have positioned the TMS coil at a scalp location 5 cm anterior to the optimal site to elicit a motor twitch in a distal hand muscle (often by visual inspection). Many other therapeutic and cognitive applications of rTMS have used similar scalp landmark methods to determine the TMS coil placement. Frameless stereotaxy systems are available to navigate coil position to anatomically or functionally defined targets. These methods have been shown to enhance reliability of placement and the consistency of targeting of a given brain area (Gugino et al., 2001) though the therapeutic value of navigation is just now being explored and has shown some promise in depression (Fitzgerald et al., 2009) and schizophrenia (Hoffman et al., 2007). It is not known how much precision is necessary for therapeutic applications in order to ensure efficacy and minimize side effects, though Fitzgerald et al. (2009) demonstrated improved efficacy with MRI-guided TMS in depression in comparison with conventional methods. There is also a trade-off between practicality/availability of the method and its precision. Other approaches, e.g., using the 10–20 International EEG system, could present a compromise in the clinical setting to inform coil placement.

However, even for the neuroscience research setting, it has been reported recently that enhanced precision of coil placement can improve effect size, thereby decreasing the number of subjects needed (Sack et al., 2009).

7. Update of the safety guidelines

The above considerations lead to the development of a new set of guidelines for the safe administration of TMS. The new guidelines, whenever possible, use the 1998 guidelines as a basis. Considerations include ethical and regulatory aspects, stimulation parameters, physiological and neuropsychological monitoring of subjects, settings in which TMS can be done, composition and expertise of the rTMS team, management of potential adverse effects, and contraindications to TMS.

7.1. Ethical and regulatory issues

Research and clinical applications of TMS must be governed by three basic ethical and legal requirements pertaining to all studies on human subjects, on which a full consensus has been reached:

1. Informed consent. The subject's (or legal representative in case of a child or mentally disabled) decision to participate must be voluntary and based on the provision of all relevant information and potential risks. For valid informed consent, subjects need to be provided information in a way they can understand about the procedures, risks and discomforts of the study. Development of standard consent language that describes common TMS procedures in lay terminology and delineates the risks with different types or uses of TMS can assist investigators and help assure Institutional Review Board (IRB) or local Ethic Committees members that these are properly discussed and disclosed.

2. Risk benefit ratio. The potential benefit of the research must be found by an independent assessment to outweigh the risk. It is not sufficient merely that the subject be willing to accept the risk involved, and there must be no means of obtaining the desired data without placing subjects at risk. In the case of a clinical application, the likelihood of clinical benefit must similarly outweigh the potential risks.

3. Equal distribution of the burdens and benefits of research. This requirement is violated when research is conducted on categories of patients made vulnerable by economic, social, or physical conditions and who are likely to bear only its burdens.

7.1.1. Types of rTMS studies

Permissible rTMS studies may be divided into three classes in the order of their demand for protection of the subjects and expected benefits. Full consensus has been reached on the types of rTMS studies defined herein. In any case, the decision on the risk/benefit ratio of a given rTMS study needs to be made by each principal investigator and her or his IRB or Ethic Committee:

- Class I (direct benefit, potential high risk): studies in patients with diagnostic or therapeutic primary objective, including the development of new therapeutic indication or protocols, with potential direct individual clinical benefit. Normal subjects
The maximum duration of pulses for individual rTMS trains at each stimulus intensity should not exceed those listed in the Part B of the table. A consensus has been reached in stimulation parameters. Proceed only with maximally stringent safety measures and limits on patients for whom there is no potential clinical benefit should proration of normal subjects will enhance the understanding of brain function or advance the understanding or treatment of a disease, in an important way.

In all classes, every appropriate and feasible safety measure must be instituted, and stimulation parameters and schedules must be chosen with clinical goals and safety considerations in mind. Specifically tailored regimens may pose significant risks in some cases, and, indeed, there could be instances where stimulation parameters outside present safety recommendations could be delivered and adverse effects might be expected and prepared for (i.e., Class 1 studies). Nevertheless, the risks should be outweighed by the potential benefit in serious disorders where alternative therapies also have significant risks (e.g., electroconvulsive therapy or other neuromodulatory techniques which requires neurosurgical procedures). In Class 2 and 3 studies the responsibility rests on the Principal Investigator to prove how the participation of normal subjects will enhance the understanding of brain function or advance the understanding or treatment of a disease, in an important way.

Safety studies of new rTMS devices or alternative procedures of TMS must continue to be performed in normal subjects in a manner analogous to toxicity studies of new drugs.

All studies, including safety studies, in normal subjects and patients for whom there is no potential clinical benefit should proceed only with maximally stringent safety measures and limits on stimulation parameters.

The group could not reach consensus about what constitutes a “normal subject”. One view is that such persons should have a normal neurologic examination. Another view is that self-reported information is sufficient to establish normalcy. What is appropriate might depend on the investigation. The definition of normalcy should be considered and approved for each study by the referring IRB.

### 7.2. Stimulation parameters

Previous guidelines (Wassermannn, 1998) have proven efficacious in preventing spread of excitation and seizures, both in normal subjects and in patients with neurological and psychiatric diseases, despite the fact that such guidelines were based on a relatively restricted sample of normal subjects and considered only conventional rTMS.

#### 7.2.1. Conventional rTMS of the motor cortex

Table 4 is restricted to intensities of stimulation from 90% to 130% of resting MT, using a Figure 8 coil. Indeed, intensities higher than 130% of MT have not been reported for research/clinical purposes, nor have other coils. Future studies eventually exceeding this limit (i.e., from 140% to 220% of MT) should refer to previous guidelines (Table 3, Wassermannn, 1998).

In case the individual MT of stimulation cannot be determined due to concomitant drugs, underlying pathology or other anatomic-physiological reason, a consensus emerged for the use of an intensity of stimulation that corresponds to the lower 95% confidence interval of the average value of the MT in the remaining subjects/population, for the specific coil/stimulator combination.

Another aspect relevant for safety is the length of inter-train intervals in case of repeated applications of rTMS on the same day. To date, no studies have specifically addressed this issue following the original work (Chen et al., 1997). Therefore, we again suggest adopting previous guidelines, at least for motor cortex stimulation, which are summarized in Table 5.

Data of Tables 4 and 5 should provide investigators with the basis for constructing tables with margins of safety appropriate to various types of rTMS studies. Safety margins should be conservative for the protection of subjects in Class 2 and 3 studies. In Class 1 studies, which are of potential direct clinical benefit to the subjects, higher degrees of risk are clearly tolerable, so that stimulation parameters outside these recommendations could be delivered if the benefits are reasonably expected to outweigh the risks. It is also probable that the values in this set of guidelines should not ordinarily participate in such studies, and the risk levels for patients can be theoretically high for stimulation protocols that have been not yet tested for safety.

- **Class 2** (indirect benefit, moderate risk): studies in patients where the potential clinical benefit is more speculative or where no clinical benefit is expected, but the study is anticipated to yield valuable data for the development of treatments, safety assessment of a cortical stimulation protocol, or improved understanding of pathophysiological mechanisms of neurological or psychiatric diseases. Normal subjects may participate as control subjects. In these studies, regimens that will place subjects at significant risk of seizures or other serious adverse effects should employ only patients and not normal subjects, because exposure to adverse effects is unacceptable for normal subjects when clinical benefit is questionable.

- **Class 3** (indirect benefit, low risk): studies in normal subjects and patients that are expected to yield important data on brain physiology or on safety, but have no immediate relevance to clinical problems. Normal volunteers should be permitted to participate in rTMS research when it is likely to produce data that are of outstanding scientific or clinical value.

### Table 5

Adapted from Table 4 (Part A) and Table 3 (part B) of Chen et al., 1997, with permission from the authors. Safety recommendations for inter-train intervals for 10 trains at <20 Hz. The maximum duration of pulses for individual rTMS trains at each stimulus intensity should not exceed those listed in the Part B of the table. A consensus has been reached in adopting this table at this point. However, there is a need to extend these investigations and provide more detailed guidelines that may apply also to non-motor areas.

<table>
<thead>
<tr>
<th>Inter-train interval (ms)</th>
<th>Stimulus intensity (% of MT)</th>
<th>100%</th>
<th>105%</th>
<th>110%</th>
<th>120%</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Part A</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>5000</td>
<td>Safe</td>
<td>Safe</td>
<td>Safe</td>
<td>Safe</td>
<td>Safe</td>
</tr>
<tr>
<td>1000</td>
<td>Unsafe (EMG spread after 3 trains)</td>
<td>Unsafe</td>
<td>Unsafe</td>
<td>Unsafe</td>
<td>Unsafe</td>
</tr>
<tr>
<td>250</td>
<td></td>
<td>Safe</td>
<td>Safe</td>
<td>Safe</td>
<td>Safe</td>
</tr>
<tr>
<td>Frequency (Hz)</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>100%</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Duration (s)/pulses</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Part B</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>1</td>
<td>&gt;270</td>
<td>&gt;270</td>
<td>&gt;270</td>
<td>&gt;180</td>
<td>&gt;180</td>
</tr>
<tr>
<td>5</td>
<td>10</td>
<td>50</td>
<td>10</td>
<td>50</td>
<td>50</td>
</tr>
<tr>
<td>10</td>
<td>5</td>
<td>50</td>
<td>5</td>
<td>3.2</td>
<td>32</td>
</tr>
<tr>
<td>20</td>
<td>1.5</td>
<td>30</td>
<td>1.2</td>
<td>3.8</td>
<td>16</td>
</tr>
<tr>
<td>25</td>
<td>1.0</td>
<td>25</td>
<td>0.7</td>
<td>1.2</td>
<td>7</td>
</tr>
</tbody>
</table>

*These stimulus parameters are considered unsafe because adverse events occurred with stimulation of lower intensity or longer inter-train interval, but no adverse effects were observed with these parameters.*
may be safely exceeded in subjects receiving anticonvulsant med-

cations, as suggested by a recent study (Rotenberg et al., 2009).

7.2.2. Conventional rTMS outside the motor cortex

The above suggested safety parameters are derived from rTMS applied to the motor cortex. Since the threshold for induction of

after-discharges is lowest in the motor cortex compared to other
cortical areas when stimulated electrically (Penfield and Jasper, 1954), they are reasonably safe also for rTMS applications on cor-
tical areas outside the motor cortex. However, the exact relation-
ships between the excitability of motor and non-motor brain

regions are still to be determined. Unfortunately, no studies have

specifically addressed this issue, hence definitive safety tables for

rTMS application outside the motor cortex cannot be provided. There are still no studies addressing the safety of rTMS as a func-
tion of the threshold to evoke phosphenes.

Nevertheless, certain combinations of parameters of stimulation

that have been applied outside the motor cortex without seri-

ous adverse effects can be found in two recent reviews (Machii et

al., 2006; Loo et al., 2008). Thus, the accumulated experience in the

past 20 years provides a strong substrate that investigators can use to

inform arguments about the safety and relative risk of rTMS

protocols.

7.2.3. Patterned repetitive TMS

TBS protocols are increasingly used, both in research and for clin-

ical applications. There is only one study specifically addressing the

safety of TBS in 24 healthy subjects who received stimulation on left
dorsolateral and medial prefrontal cortices (Grossheinrich et al.,

2009): no serious adverse effects were noted, apart from lipotimic-

like reactions in three subjects. However, due to the paucity of safety

studies on TBS, safety guidelines cannot be currently provided.

Table 6 summarizes TBS protocols used up to now in published

studies on normal subjects. As described above, a single seizure has

been reported, induced by cTBS in a normal volunteer (Obermann

and Pascaul-Leone, 2009). In that instance cTBS was applied at an

intensity of 90% of resting motor threshold which might translate to

an intensity of approximately 120% of active motor threshold, thus

much higher than most published trials of cTBS. Table 6 also

summarizes available studies using QPS paradigms. It is important to

note that the safety of these protocols in patients with neurolog-

ical or psychiatric brain diseases, or when applied under pharma-

cological treatments or outside the motor cortex, is still to be
determined.

Several aspects still need to be evaluated in terms of safety, even in normal subjects:

(i) Total pulse number: traditional TBS protocols pose the cur-

rent limit at 600, but 900 has been safely performed (J. Roth-

well, personal communication);

(ii) Interval between repeated TBS sessions: 15 min being safe in 6

normal subjects (Nyffeler et al., 2006);

(iii) Intensity of stimulation: the maximal intensity safely used so

far being 60% of the maximal stimulator output over the visual
cortex (Silvanto et al., 2007) and 80% of the resting

MT for prefrontal cortex stimulation (Grossheinrich et al.,

2009);

(iv) Cumulative daily or weekly applications for therapeutic

purposes.

7.2.4. Physiological monitoring

Physiological monitoring of every subject undergoing conven-
tional or patterned repetitive TMS is desirable when parameters of
stimulation exceed previous tables. This applies to studies of Classes 1, 2 and 3.

Two measures have been proposed to detect potential early

signs of increasing brain excitability that might lead to a seizure:

spread of excitation to neighboring cortical areas and possible

manifestations of EEG afterdischarges.

In studies where rTMS is not expected to elicit MEPs (e.g., stim-

ulation of the motor cortex below threshold, or of a scalp site out-

side it at any intensity), the EMG can be monitored continuously

from a hand muscle, such as the abductor pollicis brevis or the first
dorsal intersosseous muscle, on the side contralateral to rTMS.

These muscles have the lowest threshold for the production of

MEPs, and the appearance of MEPs during an experiment may in-
crate the spread of excitation from neighboring areas to the motor
cortex.

In studies where the stimulation is expected to produce MEPs in a
distal muscle (i.e., the hand), an additional muscle at a proximal

segment of the same limb can be monitored. The appearance of

“proximal” MEPs in a forearm muscle (such as the extensor carpi

radialis) or in an arm muscle (as the deltoid), would indicate the

intra-cortical spread of excitation or lowering of the MT.

Visual monitoring of subjects during rTMS is mandatory. Mus-

cle twitching time-locked to the stimulus provide a potentially

important indication of spread of evoked motor activity, albeit less

sensitive than EMG monitoring (Lorenzano et al., 2002). It might be

advisable to use video monitoring in high-risk studies. Subjects

should be observed by a qualified individual at all times during

rTMS.

Theoretically, the EEG would seem the most appropriate tool for

physiological monitoring of rTMS effects, since afterdischarge

following the cessation of cortical stimulation are traditionally

considered the first indicator of induced epileptic activity

(Ajmone-Marsan, 1972), and are routinely used as a safety feature

in subdural cortical stimulation and recording. However, routine

EEG monitoring in normals and patient populations is unlikely to

increase safety of TMS significantly, given the low incidence of


Table 6

Published TBS (biphasic pulses) and QPS (monophasic pulses) protocols on normal subjects. No significant side effects reported, apart vagal reactions after prefrontal cortex stimulation. Consensus reached for this table.

<table>
<thead>
<tr>
<th>Pulses in the burst</th>
<th>Total train pulses</th>
<th>Intensity</th>
<th>Stimulation site</th>
</tr>
</thead>
<tbody>
<tr>
<td>“Standard” cTBS (following Huang et al. 2005)</td>
<td>3 at 50 Hz, repeated at 5 Hz</td>
<td>600 (40 s)</td>
<td>80% of active MT</td>
</tr>
<tr>
<td>Silvanto et al. 2007</td>
<td>8 at 40 Hz, repeated every 1.8 s</td>
<td>200</td>
<td>60% of maximal stimulator output</td>
</tr>
<tr>
<td>Nyffeler et al. 2006</td>
<td>3 at 30 Hz, repeated at 10 Hz</td>
<td>200</td>
<td>80% of resting MT</td>
</tr>
<tr>
<td>“Standard” TBS protocols (following Huang et al. 2005)</td>
<td>3 at 50 Hz, repeated at 5 Hz for 2 s</td>
<td>600</td>
<td>80% of active MT</td>
</tr>
<tr>
<td>QPS (following Hamada et al., 2008)</td>
<td>(4 ISI ranging 1.5 ms–1.25 s), repeated every 5 s</td>
<td>1440</td>
<td>90% of active MT</td>
</tr>
</tbody>
</table>

* Also repeated TBS in a single session (at 5, 15, 60, 75 min).

* 2000 maximal total pulse number per day; highest intensity used resting MT (Y. Ugawa, personal communication).

* PFC = prefrontal cortex (Grossheinrich et al. 2009).
TMS-induced epileptiform activity and the low predictive value of epileptiform discharges for seizure induction (see Sections 4.2 and Section 4.3). Nonetheless, future safety studies will probably benefit from co-registration of TMS and EEG activity, once this technology becomes more widely available in clinical settings.

Consensus has been reached on the suggested modalities of physiological monitoring.

7.2.5. Neuropsychological monitoring

Long-term cognitive and neuropsychological changes of single rTMS applications seem negligible (see Table 1, Sections 4.6 and 4.7).

Neuropsychological monitoring is still strongly recommended when cumulative daily sessions of rTMS are administered for therapeutic purposes (Class 1 studies) or, for Class 2 and 3 studies, when new parameters of stimulation are investigated. This applies particularly to patterned rTMS protocols, whose neuropsychological sequelae are still scarcely investigated.

Besides subjects’ self reports, objective evaluations are required in these studies: these should be short and easy to administer, but sensitive enough to detect subtle deficits. Cognitive test batteries may change according to the stimulated region and to the expected effects. It is responsibility of the principal investigator to decide the most appropriate cognitive battery to be applied, but, of course, there should be approval by the IRB.

Consensus has been reached on the suggested modalities of neuropsychological monitoring.

7.2.6. Where should TMS be done

The increasing use of TMS makes it necessary to consider places where TMS can be carried out safely, taking into consideration both research and clinical needs. For diagnostic and therapeutic applications of TMS in patients (Class 1 and Class 2 studies) a medical setting is required. For Class 3 studies and Class 2 studies on normal subjects, carried out with TMS or rTMS parameters not exceeding those of Tables 4–6, conduct of the study in a medical setting may not be required. The referring IRB is the final arbiter for such considerations.

For all TMS and rTMS research studies, approval from the Institutional Review Board and a signed informed consent from the study participants should be obtained. The Principal Investigator of a TMS or rTMS study does not need to be a licensed physician, but should be an expert in TMS with knowledge about principles, physiology and potential side effects of the technique. In addition, appropriate emergency medical attention for possible TMS complications, and the condition of any patients undergoing TMS, should be in-volved in the design and conduct of study protocols. Therefore, TMS and rTMS protocols should identify a principal investigator and a medically responsible physician.

Possible uses and settings of TMS, based on what is more extensively discussed in previous paragraphs, are summarized schematically in Table 7. It is clear that the risk of a given TMS study has to take into consideration all aspects of the study, not simply the TMS parameters. The responsibility to assess the risk of a TMS study, like that of any study, lies with the Principal Investigator who has to obtain the appropriate approval from his/her IRB.

7.2.7. Hospital, outpatient setting or research labs?

To date, research with single-, paired-pulse and conventional rTMS has been carried out safely in many laboratories outside of medical setting across the world (i.e., psychology, physiology, robotics). Despite it being very low, the risk of an adverse effect might affect the behavioural response (Siebner et al., 2009).

Regardless, the general health and safety concerns apply as for neuroimaging studies TMS and neuroimaging were separated in (space and) time (i.e., “offline” approach). No adverse effects, different from those encountered in other TMS studies, and no special long-term adverse effects have been reported in these studies even though a wide range of TMS protocols with up to 1800 pulses (PET) or 960 pulses (fMRI) have been applied.

When TMS is applied before or after neuroimaging, TMS is usually given outside the scanner room. Here the main goal is to examine the lasting effects of TMS on human brain function. This offline approach is technically straightforward and does not result in additional safety concerns, as long as the stimulation is performed outside the scanner room (for TMS in the MR scanner see below). Of course, the general health and safety concerns apply as for neuroimaging studies without TMS. Monitoring of the subject vital signs should be carried out (e.g., blood pressure, heart rate, etc.) particularly if subjects stay alone in the scanner room, for instance during injection of the radioisotope and PET scanning.

Online TMS-neuroimaging studies are performed to probe acute changes in human brain function at the time of TMS administration. The online approach is technically more challenging, especially when TMS is given in the MRI environment. While online TMS during PET or SPECT poses no particular safety problems, if TMS is delivered in the MR scanner, there are potential safety concerns which are related to the static magnetic field of the MR scanner, the RF pulses and gradients applied during scanning, and the mechanic interactions between the TMS system and static magnetic field of the scanner.

7.2.8. TMS in special neuroimaging environments

Despite the widespread diagnostic and neuroscientific use and the increasing therapeutic application, TMS-brain interactions still need to be fully elucidated. This motivates the combination of TMS with neuroimaging techniques, such as single photon positron emission computed tomography (SPECT), positron emission tomography (PET), functional magnetic resonance imaging (fMRI) or EEG (see paragraph 3.2). The combined neuroimaging-TMS approach has been used to localize the neural structures that are actually targeted by TMS, characterize the impact of TMS on regional brain function, assess the duration of these effects, and determine the functional state of the stimulated region, which might affect the behavioural response (Siebner et al., 2009). Assessing the safety of TMS with neuroimaging becomes increasingly relevant in light of current attempts that seek to increase the efficacy of TMS as a means to induce lasting changes in brain function.

To date, more than 40 combined TMS-PET or TMS-SPECT, and more than 30 TMS-fMRI studies have been reported, including more than 500 participants (see Bestmann et al., 2008 and Siebner et al., 2008, for recent overviews). In some studies, TMS was given during neuroimaging (i.e., “online” approach), while in other studies TMS and neuroimaging were separated in (space and) time (i.e., “offline” approach). No adverse effects, different from those encountered in other TMS studies, and no special long-term adverse effects have been reported in these studies even though a wide range of TMS protocols with up to 1800 pulses (PET) or 960 pulses (fMRI) have been applied.
The major issues that need to be taken into consideration when performing TMS in the MRI environment include:

1. All ferromagnetic material must be removed from the stimulation coil and all other parts and devices possibly coming close to the scanner. Otherwise, strong forces and torques will act on the items introduced into the scanner.

2. If ferromagnetic TMS equipment is taken into the scanner room, it needs to be adequately anchored and secured. In addition, the cabling of the TMS coil may pose additional concerns, as it may lead to tripping. This should be avoided by appropriately securing the TMS cabling.

3. Only dedicated TMS coils that have been approved for MR environment must be used. The safety of TMS coils needs to be certified by the manufacturer taking into account the field strength of the MR scanner. Their mechanical integrity must be checked on a recommended basis, to ensure proper functioning despite wear and tear. At present, no experience exists with round TMS coils, multiple TMS coils, or specialized TMS coils; most TMS studies in the scanner have used Figure 8 coils. Coil MR-compatibility needs to be assessed prior to scanning, and further assessed during MR scanning with a phantom prior to scanning on a human head.

4. TMS coils are generally heavy and they need to be positioned over the subjects scalp. In the MR environment, the pulsing MR magnetic field can induce torque forces in the coil which could make it move and pose a mechanical threat to the subject. Therefore, any movements of the coil should be avoided, e.g., by use of MR-compatible TMS coil holders.

5. At present, studies have been conducted at field strengths of 1.5, 2 and 3 T. The interaction of the static magnetic field of the MR scanner and the induced magnetic field lead to mechanical stress of the TMS coil, which is likely to increase at higher field strength. No data exists for >3 T, and careful tests will have to be carried out in such cases, to ensure the mechanical stability of the TMS coil.

6. The mechanical stress is likely to increase with increasing field strength, resulting in strong auditory stimulation. Subjects should always wear earplugs, plus MR-compatible dedicated head phones.

7. Participants should always be monitored during scanning (e.g., using pulse oxymetry), as is the case often already for fMRI studies ≥ 3 T.

8. Safety of MR head coils needs to be ensured. For example, TMS pulses must not be fired directly on any electronic circuits within the MR head coil.

Additionally, in laboratories performing rTMS at >1 Hz, life-support equipment should be available.

Syncope usually is very brief. Seizures potentially induced by TMS, as seizures in general, are also brief (typically <60 s) and without serious physical sequelae. Thus, efforts should be focused on preventing complications of the seizure or syncope rather than starting any specific medication, which is not required unless status epilepticus (which has been never described following rTMS) occurs. In most cases it is enough to lay the subject down. Supine position with the legs elevated is appropriate for suspected syncope. In case of seizures, attention must be taken to minimize the risk of aspiration and left lateral decubitus position is desirable.

The description of additional medical emergency procedures to treat seizure complications go beyond the scope of the current guidelines.

Subjects who experience seizures with rTMS should be informed of the fact that they are not at a greater risk for further seizures than before. For some individuals, however, the potential psychological effects of having had a seizure can be significant and should not be ignored or minimized. Informed consent documents should clearly discuss the possibility of a seizure, and investigators must ensure that the subjects understand its implications. Both medical and psychological support must be provided to patients and normal subjects who have rTMS-induced seizures.

It is readily imaginable that the report of a seizure in the medical record of a normal volunteer or certain patients could be misinterpreted or deliberately used as a pretext for the denial of employment or medical insurance. Subjects of research studies must be informed of this possibility, and investigators must make certain that documentation of seizures is done in such a way that jeopardizes subjects to the minimum extent possible. Additional documentary support of a healthy subject’s claim that a provoked seizure carries no adverse prognosis must be provided when appropriate.

7.3. Who should do TMS

This document does not pretend to provide an in-depth discussion of the training and accreditation requirements to conduct TMS/rTMS studies or apply it in medical settings. In fact, such requirements may vary extensively from country to country. The following paragraphs simply raise some fundamental aspects aimed at promoting the safety of the procedure. Consensus has been reached on the following points regarding credentials and team as well as training.

7.3.1. Credentials and team

Required credentials for the application of TMS depend on the type of TMS study (Classes 1, 2 and 3) and by the purpose and parameters of the TMS application:

(a) Clinical routine use of TMS for investigation of motor tracts, prescribed by a licensed physician, can be carried out by properly trained personnel.

(b) Research (Class 3 studies; Class 2 studies in normal subjects)

(c) Diagnostic applications

(d) Therapy/neuromodulation (Class 1 studies and Class 2 studies in patients)
tried technicians. A neurologist or clinical neurophysiologist should supervise any investigation and provide a written medical report. The risk of adverse effects is very small.

(b) Research studies (Class 3 studies and Class 2 studies) with single-pulse, paired-pulse TMS, rTMS at ≤1 Hz and other conventional or patterned rTMS which fall within known safety margins (see Tables 3–6) on normal subjects and patients with stable medical conditions can be carried out by trained professionals (MDs, Technicians, Psychologists, Physicists, Physiotherapists, Engineers), under the responsibility of the Principal Investigator, whose physical presence in the lab is not required, but who should be immediately available. He/she is also responsible of the training of TMS users. Medical assistance is strongly recommended for Class 2 studies on patients, for which personnel skilled in syncope and seizure management should be present in the lab. In these cases, a licensed physician should be identified as the medically responsible clinician and should oversee screening procedures, including assessment of risk factors, rTMS parameters and application protocol, and monitoring of subjects.

(c) When rTMS is prescribed (by an MD) as treatment for any medical condition (Class 1 studies), it is advisable that a licensed physician, serving as medically responsible clinician, closely supervises the rTMS application given the more likely medical instability of the patients. The rTMS application can be carried out by a properly trained medical assistant. All personnel have to be trained to recognize and to manage a seizure or a syncope, and there should be full access to emergency treatment and life-support equipment. The responsible clinician should also make sure that the medical assistant is properly trained in how to deal with potential acute complications.

Whenever monitoring is required by the type of study (see Section 7.2.4), the research team should always include a qualified clinical neurophysiologist to supervise the recording and interpretation of electrophysiological data. A physician, a nurse or other qualified personnel who has experience with rTMS and is skilled in the management of first aid for seizures should be present in the rTMS laboratory in these cases.

7.3.2. Training
To date, there is no official position about training requirements. It is however advisable that every TMS user, especially if he/she lacks medical training, has basic knowledge of brain physiology, of basic mechanisms of TMS, of the potential risks of the procedure, of the physiological changes induced, etc. The Principal Investigator of the study is responsible for guaranteeing the proper training of TMS operators working with him/her. Such training should also include the ability and certification to deal with potential acute complications of TMS. Training may vary according to the TMS use.

Teaching courses are not mandatory at the moment, but there are some offered in different countries and organized by public or private institutions, as well as by some national Societies of Clinical Neurophysiology. It is clear that training requirements will need to be consensual, and that different national guidelines may eventually need to be developed. The IFCN has commissioned a forthcoming paper on training requirements for TMS use.

7.4. Contraindications and precautions

The bulk of TMS studies over the last decade following the 1998 published guidelines suggest that the following considerations can be made, for which full consensus was reached:

1. The only absolute contraindication to TMS/rTMS is the presence of metallic hardware in close contact to the discharging coil (such as cochlear implants, or an Internal Pulse Generator or medication pumps). In such instances there is a risk of inducing malfunctioning of such implanted devices.
2. Conditions of increased or uncertain risk of inducing epileptic seizure are:
   a. Related to the protocol of stimulation:
      i. Any "novel paradigm" (i.e., that is not a classical method of high-/low-frequency rTMS, performed with a flat Figure 8 coil and biphasic pulse waveform). Pre-conditioning (i.e., priming), TMS applied on more than a single scalp region, and prolonged PAS protocols are included in this category.
      ii. Conventional high-frequency rTMS protocol with parameters of stimulation (intensity, frequency, train length or intertrain duration) exceeding the known safety limits reported in the Tables 4–6 of Section 7.2.
   b. Related to the disease or patient’s condition:
      i. Personal history of epilepsy (untreated patients with one or a few past episodes), or treated patients.
      ii. Vascular, traumatic, tumoral, infectious, or metabolic lesion of the brain, even without history of seizure, and without anticonvulsant medication
      iii. Administration of drugs that potentially lower seizure threshold (see Section 5.3 for a full list), without concomitant administration of anticonvulsant drugs which potentially protect against seizures occurrence
      iv. Sleep deprivation, alcoholism
   c. Related to patient’s condition:
      i. Implanted brain electrodes (cortical or deep-brain electrodes) (see Section 3.4)
      ii. Pregnancy
      iii. Severe or recent heart disease
3. Conditions of increased or uncertain risk of other events are:
   a. Related to the patient’s condition:
      i. Implanted brain electrodes (cortical or deep-brain electrodes) (see Section 3.4)
   b. Related to the disease or patient’s condition:
      i. Personal history of epilepsy (untreated patients with one or a few past episodes), or treated patients.
      ii. Vascular, traumatic, tumoral, infectious, or metabolic lesion of the brain, even without history of seizure, and without anticonvulsant medication
      iii. Administration of drugs that potentially lower seizure threshold (see Section 5.3 for a full list), without concomitant administration of anticonvulsant drugs which potentially protect against seizures occurrence
   c. Related to patient’s condition:
      i. Implanted brain electrodes (cortical or deep-brain electrodes) (see Section 3.4)
   b. Related to the disease or patient’s condition:
      i. Personal history of epilepsy (untreated patients with one or a few past episodes), or treated patients.
      ii. Vascular, traumatic, tumoral, infectious, or metabolic lesion of the brain, even without history of seizure, and without anticonvulsant medication
      iii. Administration of drugs that potentially lower seizure threshold (see Section 5.3 for a full list), without concomitant administration of anticonvulsant drugs which potentially protect against seizures occurrence
4. No risk: none of the previous conditions and single- or paired-pulse TMS or conventional low- or high-frequency rTMS protocol with parameters of stimulation (intensity, frequency, train length or intertrain duration) within the “safety limits” reported in the Tables 4–6 of Section 7.2.

7.5. A screening standard questionnaire for rTMS candidates

Investigators should consider using a standard questionnaire to screen rTMS candidates. The following questions represent the basic information required. Additional information may change according to particular demands. Consensus has been reached for this questionnaire.

1. Do you have epilepsy or have you ever had a convulsion or a seizure?
2. Have you ever had a fainting spell or syncope? If yes, please describe in which occasion(s)
3. Have you ever had severe (i.e., followed by loss of consciousness) head trauma?
4. Do you have any hearing problems or ringing in your ears?
5. Are you pregnant or is there any chance that you might be?
6. Do you have metal in the brain/skull (except titanium)? (e.g., splinters, fragments, clips, etc.)
7. Do you have cochlear implants?
8. Do you have an implanted neurostimulator? (e.g., DBS, epidural/subdural, VNS)
9. Do you have a cardiac pacemaker or intracardiac lines or metal in your body?
10. Do you have a medication infusion device?
11. Are you taking any medications? (Please list)
12. Did you ever have a surgical procedure to your spinal cord?
13. Do you have spinal or vascular derivations?
14. Did you ever undergo TMS in the past?
15. Did you ever undergo MRI in the past?

Affirmative answers to one or more of questions 1–13 do not represent absolute contraindications to TMS, but the risk/benefit ratio should be carefully balanced by the Principal Investigator of the research project or by the responsible (treating) physician.

Acknowledgements

The workshop was supported by the International Federation of Clinical Neurophysiology (IFCN), the European Chapter of the IFCN, the National Institute of Neurological Disorders and Stroke, the University of Siena, as well as unrestricted gifts from Magstim, Nexstim, and Neuronecch. APL was also supported by the Berenson-Allen Foundation Family.

Authors thank Matteo Feurra, Ps. D. for providing Fig. 2.

Appendix A. Supplementary data


References


ARTICLE IN PRESS

S. Rossi et al. / Clinical Neurophysiology xxx (2009) xxxxxx
Tsui T, Rothwell JC. Long lasting effects of rTMS and associated peripheral sensory input on MEPs, SEPs and transcortical reflex excitability in humans. J Physiol 2002;540:367–76.


